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Foreword 

T X presenting this, the 25th edition of uur Yccessory Catalog* 
I we wish to call special attention to the many additions and changes 
^ that have been made. This catalog supersedes all former issues* 
It shows our full line of accessories, and renders obsolete all former 
illustrations* prices and description. 


We believe that our successful growth has been largely due to the 
rigid policies which we adopted al the outset up-to-date manufactur¬ 
ing equipment* fair selling prices, guaranteed shipments, an adequate 
Service Department, and the ever present desire to “play square/' 

rj . t Always use a separate sheet on which to write 

tlOW TO (_// uCT y 0ur order, and write it on one side only. 
Avoid including it in the wording of your letter. This hastens the 
correct filling of your order. Use catalog numbers and write plainly, 
am! when ordering by telegraph use Code words as they designate to 
ns exactly what is desired, and save you expense in the message as 
well. 

State clearly whether your machine is to be operated on the Direct 
or Alternating Current. If on D. C, give Voltage; if on Alternating, 
give Voltage and Cycle. Obtain this information from a reliable 
source; preferably from your electric power station, 

When order docs not give shipping instructions we wilt send via 
the most direct route. Articles of light weight will be sent by Pared 
Post to expedite delivery wherever possible. 


Damage to Goods in Transit 


Our responsibility 
ceases when goods are 
receipted for by the express freight carrier, agent or Post Office, and 
we cannot be held responsible for breakage during transit* and if claim 
has to be filed for damaged goods, notify us immediately that proper 
claim mav be entered. 


Return of goods by parcel post should always be insured so the 
shipper is protected in case parcels are lost. 


As soon as it is found that goods are received in a damaged condi 
tion the carrier’s agent should al once be notified and have the dam¬ 
aged goods inspected. 

Neglect in complying with this rule places the responsibility entirely 
with the consignee in case claim is refused. 





R G. FISCHER & COMPANY, Inc. 


Any defects in our apparatus that may develop 
within six (6) months from dale of shipment 
under normal and proper use, due to faulty material, Imperfect insu¬ 
lation, or careless workmanship, will be repaired or replaced at our 
option and our expense, provided such apparatus is delivered prepaid 
to our factory. 

For repairs or replacements during the next twelve (12) months, 
we will charge only actual cost to cover, and after this period our 
service and our attention are to be called on when required, with the 
understanding that charges for overhauling “Fischer' 1 apparatus will 
always remain as near actual cost as possible. We do not maintain a 
repair department for profit -- this department is entirely for your 
service. 

We will not assume any liability for work done by others, without 
our consent in writing, nor for defects from improper storage. 

We will not assume any liability for breakage of glassware, lamps, 
or X-ray plates, nor for deterioration of rubber goods, X-ray films or 
any perishable goods. We can but use the best materials obtainable. 

Rotary converters, meters, and motors not manufactured by us 
do not carry our guarantee, hut are hacked tip by the guarantee of 
the makers. 


Guarantee 


Ret uni of Merchandise 


Crediting for return of goods or¬ 
dered in error or on account of 


dissatisfaction on receipt has become a serious factor of expense, and 
is a problem difficult of solution. In justice to our customers, and to 
ourselves we have adopted the following, governing such returns: 

No merchandise will be returnable for credit after having been in 
customer's possession fifteen (IS) days or more. 

No merchandise will be returnable for credit except upon written 
request of purchaser, and then only with our consent. 

All merchandise must be returned prepaid . 

No merchandise will be accepted unless returned in salable condi¬ 
tion. 


All merchandise returned, whether for repairs or for credit, must 
he carefully packed, anti all goods over a $2*00 valuation should be 
insured. 

Cabinets or Portables returned tor repairs or overhauling should 
be stripped of all accessories, unless such accessories are also to be 
gone over. Loose accessories always mean danger or further damage 
to your equipment in shipping. We cannot be held responsible for 
breakage or damages due to improper packing, 

And last, but very important nevertheless, never fail to place your 
name and address in and on the box or parcel when shipping to us. 
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ACCESSORIES AND SUPPLIES 



jy . All prices are figured F. Q. B. Chicago. The prices quoted 

iTlCBS in this catalog on alt our goods are as low as it is possible 
to make them am! still be consistent with the quality of the materials 
and high grade of workmanship used in their construction. 


All orders for $1.00 or under should he ac com panted with stamps, 
money order or check. 

Our minimum hilling for goods shipped is 50c t 
Our prices are subject to change without notice. 


Retail purchasers having an established credit with us 
may discount their bills in ten days, or they will he con¬ 
sidered nel and due in thirty days. 


Terms 


Our goods are also sold on the deferred payment plan. We shall 
he glad to make quotations to reliable persons, and ask that you write 
us if interested. 


New Accounts 


We earnestly solicit new accounts, but pur¬ 
chasers will appreciate the necessity of sup¬ 
plying satisfactory references. The name of the bank carrying your 
account, or some Chicago firm with which you have transacted former 
business* is usually sufficient. 


NOTICE! 

Illustrations herewith arc not landing as to details, in view of con¬ 
stant improvements, and the goods supplied you may differ slightly in 
appearance * However, when your order is received, the very latest 
model will always be forwarded. Prices quoted are subject to change 
without notice. 
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The Fischer Flexible Mesh 


Electrodes 


No. 

543 3" wide ... 

544 6" wide ~ 
870 8" wide _ 
872 12" wietc - 


Cock 

_ $ abbot 

__ Safrol 

. —Sa0W 

.... . Saitffr 


Price 

Per lineal inch, 3RE20 

“ « 11 ,30 

“ “ “ ,40 

* « « 


The most flexible and convenient 
ALL-METAL electrode ever de¬ 
signed. 

Fits any part of the body like a 
glove, regardless of shape or contour. 

Composed of a series of ilat links 
of German silver, they are flexible, 
practically indestructible, easily ster¬ 
ilized, and form an almost continual 
flat surface to be applied to the skin. 


Application Mesh Electrode 


(Will he cut to any lengths from these widths, 
to order, A cutting charge of 15c will be added for 
lengths under 10 inches,) 


Section of Electrode, 
Showing Exact Size 
of Links, 



Fischer Improved Diathermy Paste 


No. 876 



No. 906 



No. 907 


Convenient, always ready. 

No, Code Price 

876 In handy collapsible 10 oz. tube .....$0.80 

906 16 oz. opalite jar.......... Votive 1,00 

907 16 oz. refill for jar, in wax paper canon.. Vowels .90 
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ACCESSORIES AND SUPPLIES 


Cuff or Belt Method Diathermy Application. 


These are snips of German Silver Mesh* 
3 inches wide and from 12 to 4 1 indies 
long. Very convenient and handy, and 
once used will be found indispensable. 
Bandage not included. 



No* Code Price 

900 Mesh Cuff and Clamp—3'x12".. Nephew $3-25 

901 Mesh Cuff and Cl am p—3 6 V... Neptun 4.50 

902 Mesh Cuff and Clamp—3*x2Cr. Nereid 5.00 

903 Mesh Cuff and Clamp—3"x24V. Neroli 5,30 

904 Mesh Belt and Clamp, 3x36 inches*... Window 7.15 

905 Mesh Belt and Clamp, 3x44 inches... —Winged 8.15 



Sponge Pad Electrode 

Lay this pad in your tray or pan of 
salt water, and your patient will not 
complain of hot spots when placing 
hand or foot down for contact. 

No, Code Price 

886 .™. ether $2.25 


Mesh Electrodes With Sponge Rubber Pads 


The Sponge Rubber padding may he 
washed and always kept dean, ft is very 
soft, and conforms well to any uneven 
surface. Stocked in three sizes: 

No. Code Price 

891 Sponge Mesh Elec¬ 
trode—3"x3j4" — Nemcati $3.40 

893 Sponge Mesh Elec¬ 

trode— :..,Nto$ac 4*30 

894 Sponge Mesh Elec¬ 

trode—+J4®x5" . Ni'olyy 4.85 

S9h Sponge pad, only, 

3x3i-V . Winner .40 

S97 Sponge pad. only 

4x4 ! /V -.-- JVeQpon .75 

No, 

898 Sponge pad, - «nly* __ 



Code Price 

___.. I I'atery $1,10 
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The Universal Diathermy Clamp Electrode 



Applied and removed In an instant—may be used on practically any 
pan of the body, AH of the various sponge mesh electrodes described 
on page 7 are interchangeable on this device. 

No. Code Price 

929 Universal Diathermy Clamp, with 3-in. sponges .Smada $11.75 

930 The Universal Diathermy Clamp Electrode. .Uclmnp 13.00 

Metal Connector For Mesh Electrodes 



No, 

851 Metal Connector 


A simple device to fit the No. 1330 Fischer 
Diathermy Cords. Made of spring brass, 
heavily nickel-plated. Cord tip cannot come 
loose when once snapped in place. The con¬ 
tact is flat, but there are several small teeth 
protruding for engaging the surface of the 
electrode to prevent slipping. On the limbs 
this device should he held in place with our 
No. 854 Elastic Bandage ; on the body, with 
a sandbag* 

Code Price 

........ J /cscon $0.10 


Fischer Multiple Cord Connector 

Used when two, three or even four cord connections are desirable 
from one. terminal. 

The small end tip is fastened into the 
proper binding post on your machine, 
and you may carry as many cords from 
it as desired. 


No. Code Price 

865 Multiple Connector 5-Wire........------ Sable $1,50 

866 Multiple Connector 3-Wire...... Sabin 1.00 



Catalan No. 865 
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accessories and supplies 


Sandbags 



No, SSG 

Made of tough linen fabric. The end, or sand pockets are of the 
same size and capacity regardless of the length of the whole, and are 
about half tilled with sand. This leaves the assembly very flexible and 
adaptable. 

When the bag is placed over the patient the flat band only bears on 
the electrode—the weights hang down at the sides. The longer pads 
are made to hang over the side of the treatment table or cot. 


No, Code Price 

880 3" wide by 15" long....... Nestor $1.60 

881 5" wide by 23" long™*-..... ^^^...Sanbag 2.00 

882 5" wide by 36" long ........ . Meting 2.20 

883 5* wide by 45" long......^-. Swines 2.40 

884 5" wide by 60" long .._........ Neuhag 2,50 


Elastic Bandage 

Employing Elastic Bandage is die only 
known method of binding Diathermy 
Electrodes to the limbs, which will per¬ 
mit the patient to move it necessary for 
the sake of comfort without the elec¬ 
trode shifting. 

No, Code Price 

854 3* width ™LEIband Yard $0,30 
856 T width _ Vanire * .20 



No* $54 


Liquid Bath Connector 



For carrying the Sinusoidal or Diathermy Currents to water in 
trays, for treating the limbs. Connector lays flat in the fluid, and wire 
connection is made to binding post. 

No, Code Price 

618 Liquid Bath Connector.-.....C/wm $0.70 


9 
























H. G. FISCHER & COMPANY, Inc. 


New Paper-Backed Diathermy Foil 

An extremely flexible contact material consisting of a soft me* 
tallic alloy impressed on paper. This may be torn with the fingers or 
cut with scissors to any size or shape desired* and is discarded after 
treatment You have assurance of perfect contact with no hot spots, 
and a new electrode is used for each new application. The cost is 
negligible. The material will fold over any joint as it conforms to any 
irregularities of the surface. May be held in place with elastic hand- 
age as our No. 854, or crepe paper bandage. When the latter is used 
both electrode and bandage are discarded after treatment. Clean, san¬ 
itary, flexible, adaptable and yet low in cost. Everyone who has tried 
it has come back for more. 

No, Code Price 

828 Square foot .......... „Zifnek $040 


Sheet Block Tin 


Sheet Block Tin, made specially flexible for use 
as Diathermy Electrodes, 12 inches wide. 

This is something entirely new in sheet electrode 
material, Composed of a center of very flexible alloy with a sheet of 
pure tin on each side. Electrotherapeutists will appreciate the fact that 
pure tin is placed in contact with the skin in preference to the lead 
ordinarily supplied. It ts easily cut with scissors. 


No. 


Code 


Price 

840 

.010 thick—30 B. & S. Gauge 


Pound, 

$0.65 

841 

.018 thick—25 B. & S. Gauge 

......—. ttesite 

Pound. 

.65 

839 

.031 thick—-20 B. & S. Gauge 


Pound, 

.65 

842 

.062 thick—14 B. & S. Gauge 


Pound, 

.65 


Composition Block Tin Roller 

A semi-hard roller of composition ma¬ 
terial, as illustrated. 4-inch roller is 
mounted in metal frame. Handle is of 
hardwood. 

No. Code Price 

888 ---- -Thirot $0.50 
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ACCESSORIES AND SUPPLIES 


New Fischer Connector for Sheet Electrodes 


An innovation by way of method 
for making contact to the thin me¬ 
tallic electrodes as used in physical 
therapy. The small flat-headed 
screw is pushed through the bot¬ 
tom of the metal [date, the washer 
set over and the binding post 
clamped on the top. A perfectly 
smooth surface is maintained on 
the electrode. This contact will hot 
come loose during treatment, con¬ 
tact is positive, and the entire con¬ 
nection quickly made. 

No. 



Code Price 

... Bhton $0.65 


Electrode Clamp 

Electrode Clamp. Hea v i 1 y 
constructed, with pliable rubber 
covering. 

No, Code Price 

fw d r .. _ _ —„J1 ’ hidcr 

Electrode Clips 

No. Code Price 

368 Block Tin or Mesh Elec¬ 
trode Clamp .... Jtfettle $0.30 

852 The “Palmslock" Clip»~~~FacOHn .10 





No. 868 

Electrode Clamp 




The Fischer No-Slip 
Contact Holder 

Positively binds the Fischer 
Diathermy Cord and the No, 

868 Clip together. Connection 
cannot pull apart. 

No. Code Price 

869 ... ^Whnper $0.10 
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H. G. FISCHER & COMPANY, Inc. 


Disc Diathermy Electrodes 


For the application of the Diathermy 
made of -sV inch shed brass, heavily nick* 
627 and 628 are interchangeable on the s; 
are necessary with Nos. 610 and 611. 

Small Sijsi 

No. Code Price 

625 ¥% w d i am el c r -__ V el our $0.4 5 

626 34* diameter .. Velvet .50 

627 ^"diameter ... Vendee .55 

628 1 "diameter _... Vendow .70 

630 Comp]ete set of four ab<>vc 

discs and hattdlc^^WifCer 2.50 


Large Si^e 



High Frequency Current. Discs are 
plated. Discs Nos. 606, 609, 625, 626, 
nc set of rubber handles. No handles 

Discs 



Discs 

No, Code Price 

606 2" diameter _ faxo $0.85 

6(19 3" diameter . —Graft L45 

610 4'" diameier . -Grain L90 

611 5" diameter —~~?Gnrgl 2.20 

606K Rubber Dandle. fevur .85 


New Fischer Diathermy Cords 

Dialhertm Corils are constantly getting wet, and when covered with a mer- 
eerued or silk webbing they are usually stained and discolored after but a few 
days* use. 

Here arc our much improved Diathermy Cords, covered only with pure gum 
rubber. They are very flexible, easily kept as clean as when new* and constructed 
to give long service. 



No. 1330 


No. 


No. 1334 
Code 


Price 


1330 6-foot cords, with heavy rubber insulation^—... Negro Pair $2.75 

N" Code Price 

1333 6-foot cords, with light rubber insulation... Wilful Pair $2.45 

No, Code Price 


1331 With special tips, for the Fischer Senior "l r 0” “LG/ 1 

"Y," “G" or "CiP" Diathermy Outfits... .JViauf 

No. Todi- 

1332 Rubber-covered Diathermy Cord with special tip for 

Type "V Outfit---—. , v . _.... -—WaUU 

No i b 

1334 Rubber- covered Diathermy Cords with right angle tip 

for "G2" and "G3 M Outfits ——-. ~ -- Warmth 


Pair $2.75 
Price 

Pair $5.50 
Price 

Pair $120 
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ACCESSORIES AND SUPPLIES 



A most convenient method of applying the Diathermy Current by the hand, 
for local treatments. The rubber hand holds the plate in close contact with the 
palm of the hand, and allows a free movement of the lingers for massage pur¬ 
poses. Carefully designed; all edges smoothly rounded and polished* making it 
an ideal and extremely convenient appliance. 


No, Code Price 

614 Hand Electrode -_*.-..... ....Grace $1.70 


Diathermy Hand Electrode 


Flexible Pad Electrodes 



No, 613 No. 690 


A flexible, Felt Pad, hacked with pure block tin. Can he adapted to most any 
shape. Has connection on hack for fastening wire from machine. 

No, Code Price 

613 Felt Pad Electrode—8"— Round — --- Giddy $2.35 

6X1 Felt Pad Electrode—3*x6" ——„Xox/j*r 1.25 

Pad electrodes of odd si^es and shapes, made to order. 

Write us your requirements. 


The Fischer Electrocoagulation Foot Switch 


As illustrated, this Foul Switch lays dose 
on [be lloor. A touch of the loe makes and 
breaks the contact. 

Ir is mo bled of Bakriitc and sufficient 
insulation bus been used to make it shock 
proof. H is easily moved about* yet keeps 
an upright position on the floor. 

The cable is very flexible, anil covered with 
pure gum rubber; it may be washed and kept 
as new always. Cable terminals will be fur¬ 
nished to fit any style apparatus; specify ma¬ 
chine used, when ordering. 

No. 

1408 Fischer Electrocoagulation Foot Switch, 
ItfUC Extra rubber covered cable____ 



Code Price 

with S-foot cable,.™ Waving $t0.f>0 

__,____■ Tib fri Per foot .15 



Adjustable Reaction Electrode 

The metal electrode running through the center oi 
the hard rubber sheath may be extended Imyoiul the 
end of the insulation, or withdrawn into the sheath 
with a turn of the handle. 

No. 




Code Price 
Scythe $ 5*00 
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Surgical Diathermy 
Electrodes 

The electrodes are made of a 
hard alloy, heavily gold plated, and 
the handles of hard rubber, highly 
polished. 

No. 

BOO Complete set Gold 
Plated Surgical Dia¬ 
thermy Electrodes, 
with protected Cord 
and rubber Handles, 
as illustrated, in 
plush lined leather¬ 
ette-covered Case. 

Code, Maeabe. Price, $75.00 



Mo. 1300 


No, Code Price 

1301 Case, only, for set Surgical Diathermy Elec¬ 

trodes ......... .^....Macaco $10.00 

1302 Fha ryngea I J riect rode Hand I e...... A lac a rd 10.00 

1303 Pharyngeal Electrode Holder .... Macaaw 5.40 

1304 Curved Handle .* .. Macditf 3,90 

1305 Straight Handle ..~...—... Machci 3.00 

1306 High Tension Cable—6' length... ..Maeerl 3,70 

1307 Single Needle Electrode (short)........ Mackle 1.70 

1308 Single Needle Electrode (medium)—. ^-.Macron 2.40 

1309 Single Needle Electrode (long)... ....Macula 3,30 

1310 Multiple Needle Electrode (short).... Madcap 5.40 

1311 Multiple Needle Electrode (long)...... .Atadder 5.40 

1312 Knife Electrode (Cumberbatch) Mad cm 2.85 

1313 Blunt Knife Electrode (curved).. Aladona 2.90 

1314 Blum Knife Electrode (straight).-...... Madras 2,20 

1315 Button Electrode (small)... Maffia 1,65 

1316 Button Electrode (medium) .. Alagian L65 

1317 Button Electrode (large) Maguey 1,75 

131S Disc Electrode—diameter ... ......Mahout 1,65 

1319 Disc Electrode— fc* diameter.™.....,... Maigre 1.40 

1320 Disc Electrode —%* diameter —. Afainor 1,25 

1321 Disc Electrode—JHT diameter.™.. Majuha 1.45 

1322 Disc Electrode —*// diameter.........—_ Malaga 1,40 

1323 Disc Electrode diameter....___ Malice 1.90 

1324 Disc Electrode— V diameter.......... Malign 2.60 

Physicians interested in Surgical Diathermy should read our free 
pamphlet , “Surgical Diathermy** Ask for Form $96.1. 


14 


































ACCESSORIES AND SUPPLIES 


New Surgical Diathermy Electrodes 



No, m 


No. <J2(J 



Suggested by Drs. T. Howard 
Plank, I.), I’rank Knotts and 
Gregg Dillinger fur electro coagu¬ 
lation operations—-especially ton¬ 
sillectomies They are small, light 
in weight and exceptionally 
handy tor this work. The opera¬ 
tor^ hands arc out of the line of 
vision, entirely* when making the 
application. 

A very flexible rubber-covered 
cable is securely fastened directly into the polished hard rubber handle* and is 
sufficiently insulated that it may bt wound around the hand and arm, or al¬ 
lowed to lay against the face of the patient with absolutely no danger of 
shocking. 

There is no exposed metal anywhere, with the exception of the active tip. 
Tips of different lengths arc furnished, as illustrated. 


No* Code Price 

862 The Plauk Electrode and 3 tips_-..„... Salty $5.00 

f J2Q The Knotts Electrode and 3 tips--..--- —.^IVaylay 10*00 

740 The DiUingcr Electrode, as illustrated, with 3 lips, constructed 
with special chuck in handle to prevent needles from turn¬ 
ing ... .. ..........„ ..... Aide 10.00 


Nine inches 
long, made 
to fit the 
Plank Han¬ 
dle No, 862 
No. 


THE NORWOOD COAGULATION NEEDLE 



Code Price 


863 


_ -.Named $0,75 


THE BECK TURBINATE COAGULATION NEEDLE 

__For submucous turbinate re due 

____ ~ tkm by coagulation. 

No. 


Code Price 
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Electro-Surgical Tissue-Cutting Handle and Instruments 



:■(-)( X > 



vv 


iiiiiii 11 min ill 


This scl of loops, knife blades, 
needle points, reamers and coag- 
nlating balls with the special in¬ 
sulated handle, has been espe¬ 
cially designed for electro-surgi¬ 
cal tissue-cutting purposes* The 
handle is separable for steriliza¬ 
tion, and has a chucking device 
which prevents the cutting instru¬ 
ment from turning during opera¬ 
tion. The set of cut¬ 
ting instruments is 
sufficiently complete 
for any operative 
purpose. The com¬ 
plete set is mounted, 
as illustrated, in a 
folding case. Instru¬ 
ments may be pur¬ 
chased individually 
as indicated below* 


Nu. Okie Price 

7S!) Electro-Surgim] Tbs«C'CuUing Handle, with insulated cord..—..—--. .Zatyt 


Instrument* Are Listed in Order as Illustrated 


Ko» 

703 l A* Loop Cutting Electrode 
7U4 H” Loop ('lilting Electrode 
Thfl 1 Loop Cutting Electrode 
34 31 Loop Cutting Electrode 

2437 Cervical Reamer (side cutting, long).— 

243 ft Cervical Reamer (loop! .... 

2430 Cervical Reamer (side cm ting, short).** 

2120 ft" Loop Cutting Tied rode? (heavy wire).. 
2425 Square End Cutting' Loop—ft* ,...... 

7#n Needle Point Cutting Electrode—1*4".... .... 

2424 Needle Point Elect rode- 5$.. 

2423 Straight Knife Electrode—1* blade.... 

7U7 Sahershape Knife Electrode-—3 ft" blade,..* 
2122 Saber-shape Knife Electrode—Li* blade 

70S Curved Knife Electrode— %** blade.. 

2421) Coagulating Ball—/i* diameter .. 

2410 Coagulating Ban Li" diameter..... 

2431 Coagulating Tip— iRf* diameter,.. 


Code 

~^..WrQith 

f *„*. Wise nd 

* .. Zaful 

__ Zink 


^.Zifay 
***....Z fyaf 

...—Ztitok 

-Jtikiff 
"IV&mbut 

_ -Ziriy 

Zausk 

'~JVvfat M r 

.Z Q ud i 

-*AVuifra 

. ZtltiCS 


Price 

J5 

.85 

2,00 

2,00 

2*00 

*S5 

2.50 

LOU 

.70 

L20 

1*30 

LSO 

LOU 

*00 

.no 

.15 


No. 

2 440 


Code Price 


Complete set of 1^ Loops. Knife l Slade*, Needle Points, Reamers nnd 
Coagulating Halls, as above, in folding case*— . .. 


Zavol $MLtK) 


36 































ACCESSORIES AND SUPPLIES 


THE MILLSTONE ADJUSTABLE COAGULATION 
ELECTRODE 



Has special adjustable feature that the exposed insula 
tiuii covering the needle point mav he more or less ex- 
posed as occasion demands. Needle may he entirety cov 
eretl by the insulation exposed up to of an inch* 
Especially recommended for tonsil coagulation. 


..Mis tin* $7,59 


No. 

m 

922 


PILLAR RETRACTORS, DOUBLE END 


No. 924 


Made of polished hard rubber or 
extra strong pyrex glass, for use in 
connection with electrocoagulation of 
tonsils. 


Code Price 

Idllinger Double End Pillar Retractor (hard rubber)'.™_ ^Astdil $2.50 

Double End Pillar Retractor (pviex glass)... Zuvum 1,50 


DOANE TURBINATE ELECTRODES 




No, -- Code Price 

17H5 Spade Shape. made to lit Plank Eftci rode Nil *02. ... ^Warped $1,25 

irsn Fork Shape* made to lit Plank Electrode No. 8G2.... ^Warren 1.2;. 

1787 Set of 2 Duruc Electrodes as above™™,.._. .. — Warsaw 2.50 


(Dr. Bonne's "Turbinate Technic*’ will be sent on request) 

THE THOMETZ TONSIL ELECTRODE 




No* Code 

BID Thomcti Electrodes (act of 3)..-..,,... . ...... Thosct 

911 Ketractor and Handle.......... Ttwret 

912 4-Prong Electrode ___________________ Thofor 

913 2-Prong Fork Electrode_............... That wo 

(The No, SG3 Plank Handle moil be used to hold Nos. 912 and 913) 


Price 

$ 1.00 

1.40 

1.40 

1.40 


WADDINGTON BIFURCATED INTRA-NASAL HIGH 
FREQUENCY ELECTRODE 



pot the unipolar application of High Frequency Current to the nose. Tin bifurcated 
end piece is flexible &o ibe device may con form to any type of nostril. 



Code 

..FFtffrrV/ 


Price 

$$.n 


EPIDIDYMIS ELECTRODE 


A specially designed clamp arrangement for ad 
min islering diathermy current. 


No. Code Price 

1277 Epididymis Electrode.,...Core/* $ 12,00 


Use of Diathermy in Epididymitis is di -scribed it* 
our pumpkin, Ask for Form S 3 ft A. 
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H. G. FISCHER & COMPANY, Inc. 


Aulocondensation Handles 



Handle 


No, 

Diuxi. Length Code 

Price 

52 

r Caroia 

$1.50 

81 

r W . Vitnh 

2.25 

58 

iy 3 « i4 w ^Uitkmi 

3.00 


Autocondensation Couch Cushion 



Cushion is made ©f sea 
moss covered with black 
DuPont Fabrikdd malts 
rial with an electrode of 
zinc 


The Ftscher citshion 

is fully two and one-half inches thick. Size over all* 22 inches wide and 62 
inches long. 


No. Code Price 

420 Auto Couch Cushion..... —$33.00 


Autocondensation Couch Pad 



A well made pad of black Du¬ 
Pont Fabrikoid material meas¬ 
uring 22 inches wide by 62, 
inches long. The insulating ma¬ 
terial between the patient anti 
the center electrode plate is oiled silk am! wool tdt. The entire pat! is about 
inch thick and is designed for machines of medium voltage d’Arsonvnl out¬ 
put, as for example the Fischer Type “GZ* Diathermy Outfit. 

No. Code Price 

418 _.-......~...---.. Cadogg $30.00 


Special G. U. Auto Pad 

An aulocondensation pad of 
precisely (he same dimensions as 
catalog No. 418 hut split as 
illustrated. This style of pad 
was originally designed and used 
by Dr. B. C Corbils in his G. U. Diathermy work. 

No. Code Price 

416 Corbus Auto Pad—.— ..— ^^^^Corpad $30.00 
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ACCESSORIES AND SUPPLIES 


Autocondensation Chair Pad 



Frame made of five-ply ve¬ 
neered oak* On one side is 
mounted a layer of conducting 
metal covered with a dielectric 
of one-eighth inch black sheet 
fiber. 

No. Code Price 

410 Cbatr Pad Cad a $10.tX) 
413 Flexible Chair 
Pad of approxi¬ 
mately the same 
size and shade as 
No, 410, bill made 
of same material 
and tn the same 
manner as No. 418 
on opposite page„Cfa/iV $ 10.00 



No, 413 


Wooden Treatment Table 



A solid, well made 
treatment table of all- 
w o o d construction, 
finished in mahogany, 
H a s compartment 
under the lop for 
storing the aiitOCOn- 
densal ion pad when 
not in use. 

No, Code Price 

422 7V/fa/ $60.00 


Rowell Urethral Electrode Set 

For treatment of gonorrhea in ihe 
male. For full in I'm mat ion as to Dr. 
Rowell's technic, ask for descriptive 
pamphlet, 

Rowell Urethral Electrode; straight 
perforated electrode of metal: nickel 
plated, for internal urethral treatments; 
Bakdtie Frame with Clamps and Ther¬ 
mometer (Lticr Syringe not included.) 

Code Price 
No, 1372--- ^.Vortex $25,00 




Thermometer for 
Rowell Electrode 


No. Code P rice 

1373 U'mtdie $2,50 

For Rowell Electrode 
No, 1372 








H. G. FISCHER & COMPANY, Inc. 


The Chapman Vaginal Electrode 

Designed along scientific lines, with size and shape of polished metal 
end to properly engage the lips of the cervix. The shank, or handle, 
is made of hard rubber. This electrode is to he used with Diathermy 
Current. Supplied both with and without the special thermometer 
which permits the accurate maintenance of an exact temperature 
within the vagina. This instrument is of extreme value in the treat¬ 
ment by diathermy of painful or inflammatory conditions of the 
female pelvis* 



No, 1SSS. Chapman Vaginal Electrode—Side View 



No. 1885, Chapman Vaginal Electrode—Top View 



No, 1886. Chapman Vaginal Electrode with Special Thermometry 



No, 1909. Chapman Vaginal Electrode wilh 
Thermometer, Cord, and Insulated Joint. 


No. 

1886 

1885 

1884 

1883 

1909 

1907 


Code Price 


Technic 

ptifaiphlet. 


Regulation size, with thermometer. Shank IiV dia¬ 
meter, cervical bowl Hi" wide and thick. Handle 

of hard rubber.-......... 

Regulation size, without thermometer arrangement—— t/mpri 
Small size, with thermometer. Shank 1 diameter, 

cervical howl 1A* wide, A" thick, Hard rubber handle Chasnta 

Small size, without thermometer arrangement.-. ^—Chaht 

Regulation size, as No, 18S6, with thermometer and with 

cord and insulated joint-——---- ermin 

Small size, as No. 1884, wilh thermometer and with „ 

cord and insulated joint .--———rTi-T 

for the Chapman Vaginal ['Jet trade ts fnlly described 
Diathermy in Gynecology* Ask for f orm 643H. 


$13.00 

675 

13.00 

675 

16.00 

16,00 
in our 
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ACCESSORIES AND SUPPLIES 



Kolischer 

Parametric Electrode 


This electrode was devised for the treatment of m- 
fi11rations of the Douglas folds and other forms at 
parametritis. The active end of the electrode is 
placed behind the cervix. The metallic surface of 
the electrode being in direct contact with the 
posterior vault of the vagina forces the electric 
current through I he parts to he heated, thus pro¬ 
ducing softening and eventual absorption of the 
exudate. 

No, Code Price 

1892 Kolischer Parametric Elect rod cJV^nkle $6.50 



Dr. Bierman’s Electro-Surgical 
Hemorrhoid Clamp 

Permits easy, safe, complete removal with 
minimum reaction. Coagulates the base of the 
hemorrhoid, which is then removed above 
coagulated base. 

No. Code Price 

1202 Bicrm an II emo r rh o i d CI a nip.. Win 11 ow $35,00 



Glass Rectal and Vaginal 
Specula 

For use in connection with elec¬ 
trical applications (Diathermy, High 
Frequency, Galvanism, etc.) in the 
rectum and vagina. 

These specula are made in three 
standard sizes: 

No. Code Price 

857 22 mm. diameter —..$aboi $0.65 

858 30 mm, diameter ...Saber .85 

859 40 mm. diameter —Sucre 1.05 


Special sizes and shapes can he built to order. 


No. 

1276 


As illustrated —. 


Wire Bath Speculum 

Code Price 
..... .-Cobath $1.50 



No. 1276 


Diathermy Thermometer 


No. Code Price 

1270 Thermometer for Interna] Diathermy Electrodes (Fahrenheit 

scale) ..—__—--—*--- CThermo $3.60 

128S As No, 1270, Centigrade scales_ ___ Vertex 3,00 
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The Corbus Endocervicitis Electrode 



Fur the treatment of Gonorrheal Endocervicitis with Diathermy, Thermometer resisters 
decree of heating obtained* Fahrenheit* Instrument consists of lour pieces, 

Mo. Code Price 

l.'Jift Complete with thermometer and both insulator# a.* illustrated, lu* dia.. 

without coTifavo ttjfte. ———... . —— ....Slif.OO 

1 fluI GtimpU-lL CurhUs Electrode under No. 1 'JTS hut of diameter. ..... Zedd 3.2.00 

15150 Nickel plated Tarbcll Concave Jdse for cud of Corhus Electrode* for tri- 

g 3 gfn£ lipi, of the cervix —l inch diameter, rslipx OVet *0*1. «—-Voiced C |J 0 

infi'l f’nnriivu Disc, "I T 4 inch diameter*,... . . .. —. ..A'oUnf 1 Jd-h 

lUfrS Concave Disc. I 1 .- inch diameter. J-V/Cry 1*10 

Curved Endocervicitis Electrode 

Made t-Mictlv in the same mminer n* the Mmight electrodes of Ur, t minis hut with 
curved metal end. 

No. Code Price 

1271 Electrode a* illuMmted, with bulb long ami wlu.rt insithiloix, including 

thermometer ...... ..... . .. .. ... ... ■ Zvt'fiy $T&00 

For technic, see our free pamphlet, "Treatment of Gonorrhea} Entfoctt * iritis h\ Heat” 

Ask far Farm ■$£ 77 ?. 


Prostatic Electrodes 






No. 

1 ST^ Pmsmtic Electrode, with 
IBS'S Prosiatic Electrode, plain 
IBWO Prostaiic Electrode* with 


thermometer - - ♦— 

The Mansur Prostatic Electrode 


Oval - si 
metal 


Code 

Price 

Frdth 

$12,00 

. r Mannf 

O.ftO 

reins 

12.00 

Code 

Price 

ail 


Wherry 

?2.00 
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ACCESSORIES AND SUPPLIES 





Copper Intra-Uterine Electrodes 

Three sizes. The smallest size cud is all copper, and I he medium and large 
sizes have hard rubber tips. 

^ ^- - —- - — - 


No. 

1834 

1835 

1836 
1838 


Small Copper End on Rubber Shank..... 

Medium size Copper End with Hard Rubber Tip..._ 

Large size Copper End with Hard Rubber Ttp„„.„ 

Set of 3 Electrodes as above----— 


Code 

_ Ncntul 

„_ „Non ter 

_ A? rural 

. Neuter 


Price 

$3.50 

3.50 

3.50 

10.00 


Urethral 


No. 
1860 
1S61 
1862 
1 m 

1864 

1865 

1866 

m? 




Hard Rubber Holder with Copper Tip 34" diameter . 

Hard Rubber Holder with Copper Tip iV' diameter . 

Code 
.....JNigrit 
* Vdfix 

thrice 

$3.00 

3.00 

Hard Rubber Holder with Copper Tip 34" diameter _ 

Hard Rubber Holder with set of 3 tips as above .. 

... Niobee 
^...Nipper 

3,00 

4.50 

Hard Rubber Holder, onlv ... ... 

v tsttnti 

22b 

Copper Tip only, 34 diameter .... .. , . , 

j_ Noddle 

1.00 

1 00 

Copper Tip only, dC diameter .. ...... 

. Noetic 

Copper Tip only, V* diameter -_-—*-- ....... 

...Nodose 

1.00 




o o o 


No. Code Price 

187(1 Hard Rubber Holder with Copper Olive Tip, I7F dia,. .Missus $2.00 

1873 Hard Rubber Holder with Copper Olive Tip, 20 F dia. Nit rat 2.00 

1872 Hard Rubber Holder with Copper Olive Tip, 23F 2.00 

18/3 Hard Rubber Holder with Copper Olive Tip, 25F dta..~. Niypse 200 

1874 Hard Rubber Holder with set of 4 Olives as above.. Nobody 3.30 

1875 Hard Rubber Holder, only ________ Nocent 1.50 

1876 Copper Olive only, 17F diameter... Nogin .65 

1877 Copper Olive only* 20F diameter™......._a___ Nomict .65 

1878 Copper Olive only, 23F diameter ....._-._* - r ..Noucom ,65 

1879 Copper Olive only, 25F diameter.......... Nonego ,65 

1880 Perforated Hard Rubber Olive, for Cataphorcsis, with 

Holder -.........._,_______ Noodoo 2.25 

1881 Perforated Hard Rubber Olive only...—_ _ ___ Norman .75 



Fischer Penile Electrode 

Admirably adapted for diathermy treatment of gon¬ 
orrhea in the male. Container is filled with saline solution. 
Contact is made by means of the metal plate bottom. 

Code Price 

No. 1S91 ......... Penal $475 
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H. G. FISCHER & COMPANY, Inc. 


Carbon Ball 


No. 

1821 


K S I ■ , 1 ^ 

Code Price 

Carbon Ball Electrode__ —Marcus $2.00 

Oblong Copper Ball 


m* 



No. Code Price 

1822 Oblong Copper Ball Electrode...... Margay $2.50 


Sigmoid 



No. Code Price 

1823 Sigmoid Electrode—aluminum tip... Marine $3,00 


Prostatic 





No. Code Price 

1824 Pros tat ic Electrode—aluminum tip... Manna $2.50 


Vaginal 


No, Code Price 

1825 Vaginal Electrode—aluminum tip....,... .Marlin $3.75 


Galvanic Eye Cup 



No, Code Price 

1830 Eye Cup (for Galvanism).,..... ..Marly $3,90 
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ACCESSORIES AND SUPPLIES 


Interrupter Handle With Moist Pad 


Price 

$5,50 




Electrode with Rubber protection and Carbon base. 


No, Code Price 

1832 Cataphoric Electrode ........ Mason $6.25 


Flexible Sigmoid 



Electrode, constructed of pure block tin tubing, with hose end for 
flushing -attachment 

No. Code Price 

1833 Flexible Sigmoid Electrode-.... „-.Mqsso $3.00 


New Two Pole Electrodes 

For treating localized conditions in the rectum and vagina. 



No* Code Price 

1852 Rectal Electrode _....... Masree $8.01) 



No. Code Price 

1853 Vaginal Electrode .—_*...*. ^.„,Masvag $8.00 
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Fischer Moist Pad Electrodes 


Formed of an 
asbestos com¬ 
pound which is 
thoroughly wa¬ 
ter soaked be¬ 
fore applying. 
Covered with 
heavy w h i t c 
linen fabric. 
The metal elec¬ 
trode plate is 
sewed snugly to 
the pad, and 
contact with the 
connecting cord 
is made with 
t h c Fischer 
Flat Spring 
Connection. 



No. 

\m 

1935 

1936 

1937 


Flat Fad 
Flat Pad 
Flat Pad 
Flat Pad 


Code Price 

Electrode for No. 2372—5x8"—-.-^_.___$2.00 

Electronic for No. 2372 3x9" . .. IVtirbk 1.70 

Electrode for No. 2372—4x5"__ __ Warden 1.70 

Electrode for No. 2372—3x3*....-.. IFtfftVv 1.60 


Fischer Diathermy Belt Electrode 


Composed of a scries of aluminum rectangular cups, linked together, and a 
flexible rubber belt. One or more electrodes (cup) may be employed for ap¬ 
plying diathermy to any small area, or as many links as may be retiuired to 
pass around the entire abdomen; especially useful in connection with internal 
electrodes as the indifferent plate. Twenty-two cups to set. 



No. Code Price 

1888 Belt Electrode, 22 cups and rubber belt.-—,.....$183)0 
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ACCESSORIES AND SUPPLIES 
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Internal Electrodes 

These electrodes are essentially the same as those illustrated and 
described on pages 23 and 24, except that the connectors are of the 
"Morse” type to accommodate cords furnished with the Morse Wave 
Generator. 


No. 

1940 

1941 

1942 

1943 

1944 

1945 

1946 

1947 

1948 

1949 

1950 


Code 


Flexible rectal electrode, for localized muscle exercise to 
high rectal area as in constipation at region of descend¬ 
ing colon, to splenetic flexure, (No. ___ Unhat 

Diagnostic elect rode, for electro diagnosis (muscle testing) 
to determine degree of local disability* (No* 2)___ Union 

Bi-polar rectal electrode, for local invigoration of relaxed 
rectal region. (No. 3) _____ Unles 

Vaginal electrode, for general invigoration of pelvic organs 
(relaxed conditions.) (No* 4).*.—*._**«**.___ _„*.*_ Unlok 


1'rostatic electrode, to massage rhythmically, by muscle 
contraction (sine wave current). (No. 5)____ Unfit 

Bhpolar vaginal electrode, for local invigoration of vagina 

(relaxed conditions). (No, 6)..... Upend 

Sigmoid electrode, for constipation due to prolapsed de¬ 
scending colon and sigmoid impaction* (No, ?)*..._*.. .Uphil 

Oblong copper ball, for local astringent effect on mucous 
surface as in leueorrhea, bleeding hemorrhoids, etc. 


Intra-uterme electrode, copper, with hard rubber tip, for 
treatment of endometritis and control of uterine hemor¬ 
rhoid (positive pole), stenosis of cervix (negative pole). 

(No, 9) ............. Urase 


Oblong carbon Dull electrode, for relief of inflammation 
and relaxed conditions of the uterus and vagina (positive 


pole), (No, 10). 


Mnulo 


Cataphoric electrode, to introduce medicates, using galvanic 
current. (No. 11 ________ Uriah 


Brice 

$ 6*50 

5.50 
8,00 
3.75 

2.50 
8,00 
3.00 

2.50 


4*25 

2,00 

6*75 


Fischer Adjustable Electrode Support 



For supporting electrodes during 
rectal and vaginal treatments. Base 
is polished hard wood, weighted, with 
corrugated rubber bottom. Clamp is 
made of polished hard rubber. 

Code Price 
No* 1857.*. .........Fissnp $13.50 
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ACCESSORIES AND SUPPLIES 


Carbon Hemorrhoid Electrodes 



) ; <>r astringent effect, positive pole, 

This set of elect rock's is furni shed in three sixes, where the smaller electrode 
may lie more easily inserted during early treatment, using subsequently the two 


large ones. 

No. Code Price 

1051 Carbon electrode—small—Morse Connector.... riel $2,75 

1952 Carlson electrode—medium Morse Connector__ -rpod 3,00 

1053 Carbon eleclrodi - large—Morse C onnector...... »Crstw 3,25 

1055 Carbon electrode—small—Binding Post Connector -- ...Ztivik 2.75 

1956 Carbon electrode—medium Binding Post Connector.. .Zt'zw 3.(XI 

P/57 Carbon electrode—large*—Binding Post C onnector ...—. Zmmlx 3,25 




Small Muscle Testing Pads 

Pads Nos. 1816, 1847 and 1848 are made wilh metal backing with 
asbestos as the absorbent material, 
and covered with linen. 

Nos. 1895, 1896 and 1897 are 
made of metal with a chamois cov- 
No. 1S46 ering over the ball end. 


No. 


No. Code Price 

1846 With pad ..—_...A ietaf $1.25 

1847 With pad ...--- A fielto 1.25 

1848 With pad pWxl Y\ tf ..... ^Nievcr 1.25 

1850 Set of 3 as above.... Niggle 3,50 

1895 Localizing Electrode (Small).. Valet .75 

18 % Localizing Electrode (Medium).,™.... Valid .80 

1897 Localizing Electrode I Large).........- Valor 1.00 

1898 Set of 3 Ball Electrodes...—.....— . Vane 2.40 


(See handle No. 315 on page 30.) 



Fischer-Morse Cord-Electrode Adapter 

Necessary when employing the cords furnished 
with the Morse Wave Generator in connection with 
anv of the Fischer Internal Electrodes. 


No. 

1858 ___... 


Code Price 
... Morada $0.45 
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Galvanic Needle Holder 


Made of hard rubber with nickel-plated metal clamp. 

No. Code Price 

1900 Galvanic Needle Holder..,,.„. .Myope $2.50 

1901 Galvanic Needles (12 in glass luhcJMyrrf* 1,25 

Price 

No, Code box, 

1902 Hayes Bulbous Pointed Steel 

Needles __..._,._ _— ___ .^.Weasel $2.50 


No. Code Price 

1904 Rubber covered Galvanic 
Cords, l colors — red 
and gray.. „My, ur $1,50 


Ogden Galvanic 
Needle Holder 

A slender pencil-Iikc holder 
with long flexible cord and 0 
needles of varying length lips 
Chucking device holds needles 
firmly during operation^ 

Code Price 
No, 742 . J0§&W $7,50 



/k 

<> 


Nos. 1 m and 1901 



No. 1904 




Rubber-Covered Connecting Wires 

No. 

1930 Pair Rubber - covered 
Connecting Wires with 
flat terminals, for Fischer 
Low Voltage Generator 
No 2372 

Code Wander, Price $3.90 

1931 P a t r Rubbcr-co ye red 
Connecting Wires with 
tips for Fischer Low 
Voltage Generator No. 

2372. 

Code, Wantan, Price $3.40 
No. Code Price 

1933 Bifurcated Cord with flat terminals for No, 2372-.— Warned $3,50 


Spongio Discs and Handles 



Universal Handle, hard rubber, with Felt covered disc. 

No. Code Price 

314 FHt Covered Disc......——..—. Carsid $0.50 

315 Hard Rubber I laudK - ..—,.... arlunt 

316 belt Pad Disc and Handle,,..... . .Carmin 1,30 
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ACCESSORIES AND SUPPLIES 


Treatment Cords 

Made of very flexible Copper stranded wire, cov¬ 
ered with n mercerized sheathing, green colored. 
Have meial tips on both ends. 


No, Code Price 

312 Cords _—,—— — Carol $075 




Metal Treatment Handles 

Nickel-plated handle's, for Sinusoidal, Galvanic and 
Para die treatment. 

No, Code Price 

311 Handles, pair —--- *—JCaries $1,00 


Wadding ton Intra-Cervical Ionizing Electrode 



The smooth blunt end. and the gradual taper to a pronounced shmtlder makes 
it admirably adapted for cervical work. 'Pip is of /one, mounted in a polished 
hard rubber holder. 

Code Price 

No. 1781 _____...._______ JVinCL't $275 

The Hawkeye Timer 

Registers the length of any treatment exactly, A 
wonderful aid to accurate timing, particularly val¬ 
uable when Lite physician j s treating more than one 
patient at a time. The Hawkeye rings an alarm at 
the exact moment treatment should end. Should 
lie in every treatment room. 

No. Code Price 

469 Hawkeye Timer... ^.VeHry $7.50 

L-F Treatment Timer 

For Timing X-Ray, Diathermy, 

Quartz Lamp. Radiant Heat Lamp 
Treatments.-—One minute to one 
hour. Automatically rings a gong 
and cuts off current at expiration of 
time. Setting can be tested, but 
switch will not remain on unless 
timer is set. Has Set-Rack feature. 

Pointer can be overset, then turned hack Lo exact lime desired. 
Automatically Integrating —The Timer Switch can be turned 
on or off as"often as desired during treatment. It will then 
automatically sum up the different periods uf actual I rent - 
menl. Operates on any X-ray machine equipped with mag¬ 
netic switch. On Mercury Vapor or Radiant Heat Lamps, 
eliminates accidentally leaving lamp burning over night Safe 
- Patient can ai any time instantly turn off current by means 
of emergency pull cord held in hand. 

No, Code Price 

370 L-F Treatment Timer..,..™.,- Wittes $35,00 
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The HoHender-Cottle Headband and Electrodes 



This perfected headband is a wonderful help to the physician in giving Dia¬ 
thermy tor partial deafness, fur nasal accessory sinus disease, and for nerve 
affections about the face. It is of use also for administering diathermy to 
the eye. 

The ontfit consists of the headband, with connections for electrodes, cords 
and electrotie holders as illustrated. 

Headband and electrodes are readily adjusted to give proper pressure in any 
combination of applications. In treating ihe ear, the indifferent electrode is 
placed on the face anterior to the opposite car, while in treating the sinuses 
the indifferent electrode is placed on the nape of the neck 
No. 

1300 Hoi I etidef-Cottle Htr.ul hand with Block Tin electrodes, compietr¬ 
iad Headband with Jiinding Posts only.,—■■ ■ . ■ ■w-_. w *..... 

1302 Long Electrode Support ———--— -— 

IStM Oval Electrode -—™-- - -—»+ . .. — — 

IHflft Curved Electrode {2)...——....—~... 

1Triangle Electrode {£)„. — —.—.... * —* 

1333 a ft. Cords (2).. 


Also ask jot out pumphtetJt, form No. 912 and form No. 913 


Code 

j.JVadcr 

^Vector 

....Jfrdett 

^Vftnfd 

. VAatt 

...Ke/fwiJt 

IVUftit 


Price 
$38.00 
25.flit 
5.20 
2. IKS 
2,65 

8.45 

2.45 


Self-Retaining Ear Speculum For v J^tot^ alion 

This $Jmpk ap¬ 
paratus obviates 
the necessity of 
holding the specu¬ 
lum in the ear 
canal. Further¬ 
more, the indiffer¬ 
ent electrode is on 
the inner side of 
the leather band, 
part of the same 
apparatus, d o i n g 
awav with large 

pad electrodes usually employed in tins work and placed about the forearm or 
other surfaces of the body. The binding posts on the outer part of the head¬ 
band serve For the connection of cords from the galvanic apparatus. 

The leather band is easily placed around the head with the speculum directed 
into the ear canal to be treated. A free rotary motion of the speculum holder 
facilitates the direction of the glass speculum so that no difficulty is encoun¬ 
tered in setting it in proper position. 

Rffmnces —For the technic of metallic iotliitalion in chronic otorrhea, see the following: 

FritrT. A. R., "The Treatment o| Chronic Otorrhea in School Children* 0 Hospital ami 
Health Review, January. 1922. 

Warwick* H. L„ "Zinc Ionization in the Treatment of Chronic Suppurative Otitis 
Media," Texas State J. of M,, October* 1923. 

Hollcttder, A. R., and Cottle, M, H., "Physical Therapy in Diseases of the Eye, Ear, 
Nose and Throat/' The Macmillan Co,, 1920. (p. t:G.) 

N 0i Code Price 

1355 Self-retaining Ear Speculum..—-. .. $15.00 
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ACCESSORIES AND SUPPLIES 


Breuer Safety Switch 

The terminals of ibhs switch are made to fit the foot switch 
openings on ail Fischer Diathermy Outfits* The switch oper¬ 
ate! with a pull cord, just like an electric light socket, so 
that either the physjdac or the patient may turn the current 
on or off in a moment. This switch gives patients a fending 
of perfect safely. 

Code Price 

86 Breuer Safety Switch, complete with insu¬ 
lated pull cord™.*™.—..... Varh-r $10,00 

The Fischer Duplex Hi-Lo 
Volt Control 

The object of this device is to enable the 
operator to administer simultaneously the 
Diathermy and Low Voltage or contractual 
currents, 

A great time saver for the busy office or 
dime. Any low voltage current, galvanism, 
sinusoidal or surging may he employed with 
the diathermy, cutting the treatment time in 
half. 

Write for full particulars, 

Code IYicr 

- >—,—...—- Hilavo $ fiO. 0 0 


The Linn Ear Electrode and Control 








Tlit- i.mn Ear Electrode and Current Control ia an iumivaiinn foi diathermy treatment. 
The small CCmirol hux i-tmblrs the use of a very finely regnlnird current volume, independent 
uf diathermy machine setting. The apparatus is complete, with headband, external U-shaped 
plates and cords, as illustraU’d. 

ISo, Code Price 

I-Tf) Linn flUural Electrode, complete, as illustrated without control box—.Lfnraf 
1272 Linn J£nr Electrode Control._._____ w __ r . : ...... 1S.00 
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The Kolischer Spark Gap 

A vast improvement over any 
other type of Spark Gap ever de¬ 
vised for any high frequency ma¬ 
chine* 

This "Kolischer” Gap will fit the 
supports on any Fischer or Thomp¬ 
son-Plaster Styles “F" and “F-O” 
machines, as well as the Types 
"L O m and "Military" models without alterations or other attachments* 

This new Multiple Spark Gap is equipped with 16 Tungsten spark 
interrupter points, adequate copper flanging to carry away all Heat, and 
individual control for each set of tips as well as master controller for 
simultaneous adjustment. Quiet, perfect control is possible at any 
voltage or milliamperage, more constant discharge obtained at any 
.setting, and the regulation is gradual as compared to the usual jumps 
- the utmost in utility and flexibility. 

No* Code Price 

1222 Kolischer Spark Gap....,—.—....... Kolgtif $75.00 




The Armored B-D Manometer 
(Certified) 

A strengthened and simplified instru 
met it. the .Armored B-D is equipped 
with a device which enables the user 
to make immediate repairs to the Man¬ 
ometer tube. It is not necessary to re¬ 
turn the instrument and stiller conse¬ 
quent delay si repairs are necessary. 
This Manometer is furnished in three 
types, pocket, desk and wall. 


No. 


Code 

Pricr 

780 

Pocket type, registering to 270 mm. . 


$22.00 

781 

Desk type, registering to 300 mm*.. 

... ZUtkv 

20.00 

7*2 

Wall type, registering to 300 mm....... 

... m<>f 

25.00 
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ACCESSORIES and supplies 


Fischer High Frequency Milliampere Meters— 
D’Arsonval Type 



For measuring IFArsutiyal and Diathermy cur¬ 
rents \vc have designed special meters of the true 
"LVArsonvaP type, registering to 5000 mitltamperes. 




No* 452 


No. Code Price 

449 Calibrated from 0 to 1500 M ilhnmperes.. .._... „„Exo $30.00 

450 Calibrated from 0 to 2500 MiUiampcrev,.....,«. llxoda 30,00 

451 Calibrated fmm E) to 5000 Milliamperes™_.__ Exner 30.00 

452 Calibrated 0 to 1000 (Mounted)—... „ELxmoQr 254X1 

Catalogue No, 452 is specially designed to set on a table, for use with 

portable machines or small eabinels nm previously equipped with meter. 
Mounted in upright holder, making dial always visible. 

No. Code Price 

454 Calibrated 0 to KMX) -0 to 4000 (Double Scale). For types 

"CP and "G2" Fischer Portable Diathermy Outfits..... ...Extonq $304)0 

456 Calibrated 0 to 1000 0 to 4000 M. A. (Double Scale). For 

Fj sche r Type u V"‘ Cabi net........ Wh yduh 35,00 

402 Double Scale Meter for Senior "FO” and "LG M Outfits.. Varlet 50,00 


Fuse for Meter Protection 

No, . Code Price 

457 Fuse as furnished with the Fischer Type “02" Portable 

Diathermy Units -.......— ——. ^„...„Gefuse $0,30 


Insulating Oil for Transformers 

When, for any reason whatever, the insulating oil in which your transformer 
is immersed needs replenishing, never use ordinary lubricating material The 
proper oil must be mineral in substance, and capable of withstanding a very 
high Hash test. 

The safest procedure is in order the desired quantity from us, with the 
assurance that only that oil which is exactly correct will be sent you. 

No, Code Price 

725 Tested Transformer Oil. in 1 ql. can-4*— -*—— T'rafd $0.60 

72b Tested Transformer Oil, in 1 gal. can.....—7 anail 2.00 
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H. G, FISCHER & COMPANY, Inc, 


Tungsten Spark Interrupter Points 


Steel bases faced with a heavy thickness of pure tungsten form points for 
spark interrupters that arc almost everlasting, and will improve the action of 
any High Frequency apparatus not already so equipped. 

Carried in stock in three sues, as illustrated, both male and female. 



No. 91 No, 89 No, 90 


No. Code Price 

89 ;4 inch diameter, as used mi our De Kraft and Kolischer Gaps 

on the U FC and “F-O," *'L-0" and "MHilary" machines, 

each ............... —Tun pot $0.75 

90 34 inch diameter, as used on our Portable Types and 

M G2" and the "F" and Eye, Ear, Nose and Throat Cabinets, 

pair — . ........... Tuntyk 3.50 

91 '< inch diamcUT, as used on our Portable Type "F," each..™*/ unfpo .50 



Leyden Jars 

Designed for use with our Types "FO," *‘LO T ' ami 
Military High Frequency generators. Made of best 
quality glass, carefully coated. 

No, Code Price 

615 T .cy fieri Jar, com p let e a S i 11 n s t rated 

(I ql. size)_____ Ilydal $4.50 

616 Leyden Jar, less Top and Carbon 

{1 q i size}......... „Jjturd 3.70 


Electrolytic Salt 

Specially prepared for electrolytic purpose; one package of 
l / 2 pound makes proper and full charge for our No. 615 Leyden 
Jar, illustrated above. 

No. 

879 34 lb. package.— ...— -.....— 



Code Price 
Ley sat $0.12 


















ACCESSORIES AND SUPPLIES 


High Frequency Electrodes 
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H. G. FISCHER & COMPANY, Inc, 


High Frequency Electrodes 


All our glass High Frequency electrodes are made hy its, of the very 
best glass obtainable; carefully annealed. All sizes and makes of hold 
crs can be fitted on request, but unless otherwise specified our standard 
size is furnished on all orders. 


The "O" before any number signifies l /i stem. 


No. Description 

Code 

1—Surface 

—Plain..— 

......Parra 

1A—Surface 

*—Plain *. 

.... Gram 

2—Rectal 

—Plain.. 


3—Vaginal 

—Plain , 


4—Nasal 

—Plain ,.. 

Balm 

5—Throat 

—Plain..... 

—.„™.. Baric 

6—Urethral 

—Plain__ 


7 -Eye, Single 

—Plain . 


8 -Eye, Double 

-—Plain - 

.............__ Basal 

9—Metal Disc 

Body Condenser Type.... 

....Basic 


11—Comb (Scalp) —........ Batio 

25 —Cataphpresi| ......... ... Binder 

27 —-Glass Figuration —__.._......_ -Gurnl 

30—Corn—Small Cavity ...... B-iogcn 

33— Outer Throat ....— __ Biotic 

34— Spinal — - ..... Bite 

050—Universal Handle, y>" .......... Baida 

50—Universal Handle, JHT ..*............ ^.Bohts 

53—Glass Handle for Indirect Treating.. Bismol 

56—Adjustable Handle ......-__... Bonum 


Price 

$075 

1.50 

.65 

,85 

,65 

.65 

.65 

.75 

1.50 
4.00 
1.75 

3.50 
1.75 

75 

.90 

75 

1.30 

1.30 

175 


This perfected high fre¬ 
quency handle is made of hard 
rubber, w i t h cord attached, 
ready for use with any stand¬ 
ard inch electrode. No 
bare metal, no shocks, utmost 
convenience and comfort in 
treating patient. 

No, Price 

GS9 Ho 1 fender-Co! 11 e. In¬ 
sulated adjustable, 

High Frequency Han¬ 
dle, c o m p l e t e with 
cord. Code, Hocoin $16.00 


Hollender-Cottle Insulated 
Adjustable High Frequency 


Handle 
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ACCESSORIES AND SUPPLIES 


Insulated Glass 
High Frequency Electrodes 
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H. G. FISCHER & COMPANY, Inc. 


Insulated Glass 
High Frequency Electrodes 


No. 

12— Racial 

13— Vaginal 

14— Nasal 

15— Post Nasal 

16— Urethral 

17— Inner Ear 

18— Tongue 


Description 


-Insulated. 
Insulated. 
—Insulated. 
—Insulated- 
—Insulated* 
—Insulated. 
—Insulated. 


Code 

*_ Bazin 

. Beat 

. Bed 

.. Beef 

. Bela 

. Belt 

.Benzol 

—Bidet 
..Bidwy 
^Gtdl 
.....Gum 
..Jnpros 


21— Ozone Generator, only..——.. 

22— Ozone Generator, complete.. 

23— Special Heavy Glass Urethral.... 

24— Special Heavy .Glass Throat..... 

36—Insulated Prostalic Electrode.... 

0+9—Insulated Rubber Handle and Cord (For Y r 

Tubes) ...... Blind 

49—Insulated Rubber Handle and Cord (For 

Tubes) ..-...,... ...Block 

61—Throat (Heavy Glass)....... Breath 

061—Dental Pyorrhea, Y" (Heavy Glass)... ... Brem 

062—Denial Coeain, Y** (Heavy Glass).. ......Bridge 

063- Dental Cavity, l // f (Heavy Glass).... Bridle 

064— Dental Outer Gum, Y” (Heavy Glass),*..*...-- Brim 


Price 

$1.60 

1.85 

1.60 

2.10 

1.60 

1.60 

2.00 

7*50 

10*00 

1.00 

.75 

2.50 

3*30 


6.00 

1.00 

LOG 

1.00 

EDO 

1.00 


Insulated Shock Proof Handle for 
High Frequency Electrodes 


Made entirely of one piece of hard rubber, with the heavy insulated 
connecting cord fastened securely to the spring brass clamp inside. 

No. Code Price 

049—For y 2 " Electrodes..................^. ^.1Blind $3,30 

49—For Y" Electrodes........... Block 6.00 



No. SO 


No. Code Price 

80 Extra Long Protected Handle.. ^...*Blesp $10.00 
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ACCESSORIES and supplies 


Non-vacuum High Frequency Electrodes 



No, 2013 


The Silvered “Non-vacuum” Tubes are made in the same sizes 
and designs as the regular cataloged Vacuum Electrodes described in 
the foregoing. Plain or Insulated will be furnished, as ordered. 


No. 

2001— Surface 

2002 — Rectal 

2003— Vaginal 

2004— Nasal 

2005— Throat 

2006— Urethral 

2007— Eye 

2008— -Eye 

2009— Surface 

2010 — Surface 

2011 — Comb 

2012 — Rectal 

2013— Vaginal 

2014— Nasal 

2015— Post Nasal 

2016— Urethral 

2017— Inner Ear 

2018— Tongue 

2023— -Urethral 

2024— Throat 

2025— Ca taphorcsis .. 

20.30—Corn 

2033— Outer Throat ._..... 

2034— Spinal .... 

2036—Prostalic 

2061 - Dental Pyorrhea 

2062— Dental Cocam 

2063— Denial Cavity 

2064— Dental Outer Gum 


Description 

—Plain—2-inch face __ 

—Plain ------ 

—Plain —..—— _—- 

—Plain .... . . 

—Single ----- 

—Double ~—....- 

—c ondenser Type. 2y/ face... .. 

—Condenser Type, 3* face_ 

—Insulated _ 

—Insulated —........ 

—Insubled ____„... 

—-Insulated .. 

—Insulated---*- 

—Insulated _____ 

—Insulated _w—- 

—Special Heavy Glass.— 

—Special Heavy Glass.. 

—Small Depression .........-- 


— Insulated .— 

—Heavy Glass 

Heavy Glass _ 

—Heavy Glass.- 

—Heavy Glass _ 


Code 
.....Rabat 
.^Rabid 

. Racer 

- Raket 

. . -Radle 

.. Radio 

.. —Rad ex 

.. ^Rafia 

. . ...Raged 

. ...Rally 

.........Ramie 

........ Ranch 

__ Randy 

.... Range 

__ Rapid 

Rasat 

. Ratau 

...— Ravel 

. -..Razee 

..._ Razor 

. _ Reach 

...„....Rebec 

...—JZcbus 

Recat 

_ Recto 

. Refit 

_ Reign 

Reims 
....._ Relax 


Price 

$5.00 

5.(X) 

5.00 

5,00 

5M 

s.m 

5,00 
5.00 
5.00 
5.00 
5.00 
5,00 
5,00 
5.00 
5.00 
5.00 
5 (X) 
5.00 
5.00 
5.00 
5.(XI 
5.00 
5.00 
5.00 
5.00 
5.00 
5.00 
5,00 
5,00 


These Electrodes, with exception of Nos. 2009 s 2010, and 2025 
will have our regular shanks* 

Nos. 2009, 2010 and 2025 have Insulated Handles blown on the 
electrodes themselves* 

Non-Vacuum Tubes may be bad to fit the l /{ Handles by placing 
"0° before catalog number when ordering, except those which have 
handles attached. 
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H. G. FISCHER & COMPANY, Inc. 


Universal Handle for High Frequency Electrodes 


Insulated section made 
of hard pressed fiber, hav¬ 
ing nickel - plated brass 
spring damp on end for 






No, SO 


holding Electrodes firmly in position. Large swivel ring connector to 
which is hooked the insulated cord, permits of perfect freedom of 
movement. Made in two sizes. 


R°- Code Price 

050 For Y±" Electrodes,™..,......,. ^Boldo $1.30 

50 For M" Electrodes._.......... Bolus L30 


Adjustable High Frequency Handle 



Nickel-plated clamp on end of tons fibre insulated handle is arranged to 
swivel freely as desired to any an^le. A very convenient arrangement espe¬ 
cially for orificial work, 

. Code Price 

3(j 1'nr in. Elect rodi-s™,.—....«.. Homan $2.00 



Nagelschmidt 

Condensation 

Electrodes 


Suggested by Dr* Fran* Nfa- 
cebcbtnidt. Made of very 
heavy glass, filled with mefal 
in powdered form. 

No. Code Price 

iifi N agd sc ti m id t fi 11 ed 
glass electrode, willi 
lull-shaped enc1..1Fif hal $9.00 
i>0 Nagelschmidl filled 
glass electrode, with 
dal su r face— ^Wtthcr 0.00 
9? Naselschmidt filled 
class ek-etrodc, with 
angular 0.00 
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ACCESSORIES AND SUPPLIES 


Insulated High Frequency Cord 

This cord is made of a stranded copper conductor* 
covered with several layers of pure gum rubber, cotton 
covered. At one end is mounted our standard cord tip 
<na inch), which will fil any of our machines, and on 
the other end is mounted a swivel clasp. Cord is very 
flexible. 

No, 

51 Heavy Gird, 4' long—— ...---— 

SI-5 Heavy Cord, 5' long..—- —.—- 

51 0 Heavy Curd, <)' long —..—■ 

51-7 Heavy t'orti, T Jong ....j *.—._ - 

Extra cable, 15c foot 

Extra Heavy Insulated Cable 

Made similar to our No, 51 but with very heavy rubber insulation. 


No, Code Price 

83 Extra Heavy Protected High Frequency Cord* V long——-. Maik $3,00 

Heavy High Frequency Cord 

No, Code Price 

85 Heavv High Frequency Cord, with special lip for Type M V” 

Outfit <5-foot) —...— ----- 1 Failfu $115 


Code Price 

__ .^JGnU $£25 

.. .....Hirh 24(1 

Ih'iht 1.1'-' 

. Modyt 3.00 




Fulguration Electrode 



Fulguration is ihc best known method of applying the High Frequency Cur¬ 
rent for the removal of warts, moles and similar growths. 

No, Code Price 

20 Fulguration Electrode and three lip$.-_$2.70 
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H. G. FISCHER & COMPANY, Inc. 


Fulguration Wire 

Steel music wire, covered with pure gum rubber, for introduction through the 
cystoscope, When used in connection with one of our Hi^h Frequency machines 
excellent results may be obtained in the removal of growths in the urinary 
bladder. 

No, Code Price, 

Foot 

40 Fulguration Wire__...._______ Gag $010 


Fischer Bladder Fulguration Electrode 



A special fulguration electrode for use in the bladder through a 
cystoscope. Made of a hard wire center, insulated with a very small 
oiled silk covering. Has solid silver tip, olive shaped, of 2mm. diam¬ 
eter and about 4mm. long. Other end is arranged to accommodate 


an ordinary cord tip. 

No, Code Price 

II Complete as illustrated.—... .......Gagtip $3,50 


Special Tonsil Fulguration Electrode 

29 Special Throat Fulguration Electrode similar to our 

No, 23 with wire tip mounted in end.......... Gerdy 


Price 

$1.50 


Improved Ear Electrode 

Properly shaped, and well insulated. 

No. Code Price 

43 ... Gabell $1.60 <L 



The Mills’ Tongue Electrode 



Designed that the maximum amount of High Frequency Diathermy Current 
may hr applied to the tongue. Especially valuable in indirect treating of sinus 
infections. May be used either as unipolar or bipolar contact. 


No, Code Price 

1783 _____....____________ Zaityg $5.00 
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ACCESSORIES AND SUPPLIES 


Glass Vacuum Handle 

C - . X >o 

For indirect treating with the High Frequency Current* 


No. 


Code 

Price 

53 

Glass Handle ~..... 

JBismal 

$1.75 

No. 

Indirect Treatment Handles 

Code 

Price 

54 

Similar to No. 53, except that it is arranged to 
fit No* 49 Shock Proof Handle* For Indirect 
Treating .*............... 


$0.90 

054 

Same as No* 54, but made to fit the 049 Handle.**. 

.Bantam 

.95 


Ozone Generator 



An ALL GLASS Ozomzer, made in one piece* Has two compart¬ 
ments, one for holding the purifying oils, and a vacuum chamber to 
which is connected the wire from any high frequency source* 



No. 


Code 

Price 


22 

Ozone Generator, complete as illustrated, 

with oils Bidwy 

$10.00 

> 

70 

Rubber Bulb, onl\\ with 6" hose...*.,.. 

..™ Qzbule 

.50 

h 

71 

Hose Connection—foot .. *. 

- Ozhoco 

.10 


72 

Mouth Piece .... 

■ .- Ozmopi 

.20 


73 

Nose Piece . 


.50 


74 

Funnel ****-*.-*.,__*__ 

... Ozfunl 

.40 


75 

1 oz. Bottle Pine Needle Oil*..*__ 

— Malmo 

.75 


76 

I oz. Bottle Eucalyptus Oil...... 


.40 
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H. G. FISCHER & COMPANY, Inc. 


Cord Tip Adapters 

To enable operators to use cords with 3/32 inch tips with apparatus 
having 5/32 inch binding post or attachment openings, or vice-versa. 



No, 1335 


No, Code Price 

1335 Increases size of 3/32" tip to 5/32".... Gorier $0,30 

1336 Decreases size of 5/32" tip to 3/32" . ..Adacor .30 


Eye Magnet 



Constructed to operate from any low voltage source, up to 10 volts. 


No, Code Price 

1568 Eye Magnet -......-__ ..^^Acoon $ 5,50 


Diagnostic Illuminator and Shield 

Consisting of a long metal holder, with a green silk covered con- 
ttecting cord, and a specially designed opal bulb with a lens blown 
in the end. This focuses an intense light to the area desired. 



No. 


Code 

Price 

321 

Illuminator, complete with Tungsten lamp. 

. Analog 

$3.25 

322 

Extra Tungsten bulb......... 

. -Acid 

1.00 

324 

Polished Nickel-plated Shield for No. 321.,.. 

.. Agile 

.55 
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ACCESSORIES AND SUPPLIES 




Cat, 

No. 

340 


Tongue Depressor 
and Diagnostic Illuminator 


Consisting of an aluminum handle with folding end-piece through 
which are slipped ordinary wooden tongue strips, twelve wooden 
blades, green silk connecting cord, lamp socket and opal lamp. 

The special opal lamp is supported in spring clips above the wooden 
longue blades, and is easily removed. This lamp throws an intense 
white light, properly focused. 

No. Code 

335 Diagnostic Illuminator, with Cords and Socket, and 

Opal Lamp ........... Usurp 

336 Special Diagnostic Lamp Bulb, only.... .. Uther 

337 Tongue Depressor, only, with twelve blades-, „ m Uvuta 

338 Extra Wooden Tongue Blades, box of 12.. ..„-Vacat 

340 Complete Lamp and Tongue Depressor arrange¬ 
ment, including Illuminator with Cords, Hold¬ 
er* and Opal Lamp, Tongue Depressor and 12 
Wooden Tongue Blades..,.-. ...Vague 

New Fischer Cautery Cords 

Flexible copper stranded wire, covered with 
pure gum rubber, replacing the former cords 
which were covered with mercerized webbing. 

May be washed and always kept clean as when 
new. 

No. Code Price 

1330 6 ft. pair..........—. Negro $2.75 

A Site: tl hat ordering these cords jot the Fischer Senior “FQ" or “ LO” 
Dmtherpiy Outfits, specify No. 1331, which are supplied with special tips. 

No. Code Price 

306 Mercerized Covered Cautery Cords, 4 feet long. ,/lchor $L0Q 


Price 

$4*75 

2,00 

2.50 

.15 


7,25 
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H. G. FISCHER & COMPANY, Inc. 


Cautery and Diagnostic Transformer 



No, 471 


The Fischer Cautery and Diagnostic Light Transformer is a com¬ 
pact, neaL generator of the closed-core type, consuming very little 
energy, yet having sufficient output to heat most any Cautery knife on 
the market. Has a diagnostic lamp circuit with a range of from x /i 
to 12 volts. Can he used with perfect safety for lighting your small¬ 
est Cys to scope bulbs, or for illuminating a 12-volt lamp if necessary. 
Both circuits are perfectly regulated, and durably wound. Case is 
covered with black leatherette. Contact buttons, regulating levers, 
and binding posts are of brass, heavily nickel-plated, and mounted 
on white marble. 

No. Code Price 

470 Transformer only, in carrying case, with connect¬ 

ing cord and attachment plug, for 110 volt, 60 

cycle, alternating current.—— $27*50 

471 Outfit with pair No. 306 Heavy Cautery Cords, I 

No. 305A Cautery Knife, 1 No. 3G5C Cautery 
Knife, 1 No, 301 Cautery Handle, 1 No. 321 
Diagnostic Illuminator, complete*...*. 4baca 33,00 
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ACCESSORIES AND SUPPLIES 


Cautery Knives 



A B C D E 



No. Price 

305 A to 305J.....Each. $0.60 

305K to 305N Heavy______ " .80 

Codes rlmt’d. . Icntcb t Acmcc f etc. 


49 
































































II. G. FISCHER & COMPANY, Inc, 


Cautery Knives 

The carefully shaped knives are securely mounted into the copper 
bars. These knives are shaped to conform with most any requirements 
for all purposes. The copper bars are bound together by a special 
twisting process, and enameled to withstand heating and handling in¬ 
definitely. Knives are made of a special alloy, of high electrical re¬ 
sistance, (See page 48.) 


Heavy Cautery Knives and Handle 



No, 295 No, 2% 



© 9 > 


No. 297 No. m No. 299 No. 300 


No. 

29.5 

296 

297 

298 

299 

300 


Heavy 
Heavy 
Heavy 
I leavy 
l leavy 
Ileavy 


Cautery 1 Jandfe^... 

Spiral Cautery Knife... 

Angular Cautery Knife.,... 

Pointed Cautery Knife.. ........... ... 

Plain Loop Cautery Knife.. ......... 

Flat Loop Cautery Knife__ 


Code Price 

. Paccro $12.25 

_ .Pa chan 1.60 

. Pacify 2.05 

. ..^Packor L30 

. Pacton 1.40 

^...Paddle L75 


Cautery Handle 



Made of a practically indestructible material. Arranged to hold the 
knives in any one of five positions. Has contact switch for convem* 
enee in operating. 

No, Code Price 

301 Cautery Handle —.-.... Acetyl $2.75 
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ACCESSORIES AND SUPPLIES 


Rotary Converters 



No, 954 

When direct current, only, is available it is necessary to install a 
rotary converter to operate any efficient High Frequency machine, 
or any of the late types of small X-ray Outfits, {'file larger X-ray 
machines contain their own rotary converters.) 

Our 110 volt rotaries have a special booster winding which insures 
a full 110 volt A. C. when operated on 110 volts D. C 

Our 220 volt rotaries are tapped at the proper point to give HO 
volts A. C. when operated on 220 volts D. C. This eliminates the use 
of separate step-up or step-down transformers and the loss of effi¬ 
ciency attending their use. 

All our Rotary Converters are equipped with a special Condenser, 
for line protection. 

No. Code Price 

954—500 Watt capacity- operating on 110 volts D, C. r 

and delivering 110 volts 60 cy. A. C.-. .Mnportf $85.00 
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H. G. FISCHER & COMPANY, Inc. 


No, Code Price 

949 50(30 Watt capacity -operating on 22U volt direct 
current and delivering 220 volt. 60 cycle alternat¬ 
ing current, including enclosed type starting box 
...*..... .R&iden $350.00 

948 5000 Watt capacity—operating on 220 volt direct 

current and delivering 150 vo.lt, 90 cycle alternat¬ 
ing current, including enclosed type starting box 

„_,™«,u........ „ M „.Zefgo 350.00 

958—5000 Wall capacity operating- on 220 volts D. C, 
and delivering 110 volts 60 cy. A. CO Including 
enclosed type Starting Box “Secede" ... Encahs 350.(X) 

959 500 Watt capacity—operating on 220 volts D. C, 

and delivering 110 volts 60 cy. A. C. ^^.Enpogs 85.00 

977— 1500 Watt capacity—operating on 110 volts D. C, 

arid delivering 110 volts 60 cy, A. C, including 

enclosed type Starting Box *'Scurvy" .- Mutcho 175.00 

978— 1500 Watt capacity operating on 220 volts I >. C, 

and delivering 110 volts 60 cy. A. C, including 

enclosed type Starting Box "Seance" .. Myomm 175,00 

2120 2000 Watt capacity —operating on 110 volts P. C„ 
and delivering HO volts 60 cy. A. C. including 
enclosed type starting box “Scurvy"**.-..—..*.. — ...Vella 220.00 

2122—5000 Walt capacity -operating on 220 volts L>. C, 
and delivering 110 volts 60 cy. A. C.. including 
enclosed type starling box "Seance” . csty 2IU.00 


Starting Boxes for Rotary Converter 



No. Code Price 

915 Starting Box for 110 V. Rotary 1000 to 2(XK)W.,.,.Vc»n'V $15,00 

916 Starling Box for 220 V. Rotary 10(10 to 2000W Seance 15.1HJ 

918 Starting Box fnr 220 \. Rotary 50Q0W. Secede 21,00 
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ACCESSORIES AND SUPPLIES 


Infra-Red Generators 



Mounted on adjustable 
stand. Reflector, 11 inches in 
diameter, and may be raised 
to over 6 feet and lowered to 
within 2 feet from the floor, 
YV eight of reflector is coun¬ 
terbalanced. R o u n d base 
mounted on casters. 



No. 
2281 


2282 

2282 


Code Price 

Fischer Infra-red Generator, with <>00 watt y 
element (burner guaranteed against burn-out Z? 

for one year) .—— . flityi $27.50 

-tOO Watt Infra-red Klement only.-. hireds d.OQ 

f)00 Watt Infra-red Klenient only . RedeU 4.00 


Indestructible Infra-Red Generators 



Code Price 

Infra-red Generator, with 
polished reflector, to use 
in place * if 1,000 or 1,500 
watt bulb «.... Yutel $25.00 

Infra-red Generator, same 
as iTlu st rated and de¬ 
scribed under catalog 
Nti, 2173, but without re¬ 
flector *—22.50 
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H. G. FISCHER & COMPANY, Inc. 


Fischer “Radiolite” 


The reflector on 
the “Radiolite 11 is 
made of highly 
polished aluminum 
spun to true para¬ 
bolic shape. The 
outside diameter is 
ten inches. 



No. Code Price 

154 Fischer "Radioltie/* KT Reflector Light Globe, 

Connecting Cord and Plug; no screen . Hamul $12.00 



Fischer 

“Radiolite Junior” 

Made of same material 
and same style as the 
larger lamp above* but of 
five-inch diameter only. 


No. 

Code 

Price 

152 5* Reflector 

willi 


Lamp. Loimect' 


mg Cord 

and 


flog ™ 

—.Mack 

$7.00 


Bulbs for Therapeutic Lamps 

Code Price 

16S Extra Bulb for 10* Lamp. 375 Watt—... .—. Ilcfptr $:i.70 

167 240-walf bulb.. .....—.—. Usola 2 :«0 

100 Extra Butli for S’* Lamp, 138 Watt—,...._. Htctie l.» 

181 1000 wait dear bulb..-—.—,.__ .———- Uddtr 6.00 

m 1600* wall clear bulb___---—- - tJhase S.OO 

182 1000-watt blue “daylight” bulb—„ -—— . Vffric 0.S0 

184 lfiOO-wait blue “dsjtygfii” bulb........— * ... i, -■■■ Uhlan 10.00 


Price List of Therapeutic Carbons 


Cat. 

Type of 


Lots 

Lot* 

Lot* 

Xo. 

Ca i Eton 


Of 10 

tif 50 

of tfiO 

217? 

r-v*) 

SttlTO. X ft* .. .. ..— 


$0.35 

$12*60 

2178 

C“C M ) 

8 ill ill. s ft* ....., 

_I.flfl 

&M 

10.00 

31*0 

C J, E M ) 

mu in . x tt* ...__—.....— 

. . .. 1.45 

7.25 

14,30 

21 m 

rir> 

8mm. x H*- . . . 

..— - 1.56 

7,75 

18.50 

21 S 5 

2tss 

<"K“) 

( Jl -v> 

Sunn. \ ii w 

. - 2.75 

IH.76 

27.50 

Stum, x 12* ,.. 

_... ._ 2.00 

10.00 

20,00 

2180 

2HH 

2104 

ren 

cvr) 

CUT) 

Sunn, x 12* ... 

_9*01 


26; Oil 

S hi m v ?tf * i.i.iiT 

_ a.20 

1 Llll) 

32.00 

8mm. x 1ST ......__— 

... 2,55 

ia;?5 

25.60 

2106 

CK”) 

Vt^TF^ V 1 i JW ... . 

.. 5,05 

25,25 

60.50 
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ACCESSORIES AND SUPPLIES 


Hollender-Cotlle Bilateral Nasal Speculum 



for Intranasal Ultra-Violet Irradiation 
without the Use of Quartz Rods 

The new “H-C 1 Bilateral Nasal Speculum 
offers an improved method for irradiating the 
nasal mucosa with ultra-violet light It has 
several distinct advantages. The raying is 
direct. It is time saving. It may he used in 
conjunction with quart* rod irradiation; the 
latter serving host for posterior nasal work. 
The speculum is easily attached to a Kro- 
mayer Lamp. The adjustments make i t 
possible to treat any nose. 


No, Code Price 

im ..— -;.. -Vulcan $15,00 


Applicators and Spare Parts 



In local conditions of skin or cavity, the range of application of the 
Kromayer or Alpine Sun lamps depends upon the variety of appli¬ 
cators available* In the selection one should be governed by the 
extent of work in which the lamp U to be used. 

These applicators are made of the best grade of clear quartz which 
insures the greatest possible transmission of Ultra-violet rays. 

[ NOTE For Quart* Ultra-violet Burn ers *| 
arid Burner Repairs, see page*?Ti 

2k 
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No. 

1440 

1441 

1442 

1143 

1444 

1445 

1446 

1447 

1448 

1449 

1450 

1451 

1452 

1453 

1454 

1455 

1456 

1457 

1458 

1459 

1460 

1461 

1462 

1463 

1464 

1465 

1466 

1467 

1468 

1469 

1470 

1 174 

1475 

1476 

1477 

1478 

1479 

1480 

1481 

1482 

1483 

1481 

I486 


H. G. FISCHER & COMPANY, Inc. 


Code Price 

Quartz Lens Applicator Rod (Small)... Mirth $20.00 


Quartz Lens Applicator Square. Mirza 27.00 

Quartz Lens Applicator Rod (Medium). Misty 23.00 

Hemorrhoid Applicator .-...... Miter 36.00 

Holder for Quartz Rods... Mocha 7.50 

Quartz Rod Straight End 2)4" long. Modes 12.00 

Quartz Rod Shaped End 6)4" long... ...Modoc 24,00 

Rlue Ultra-violet Glass 2min.. Moera 6.00 

Blue Ultra-violet Glass 3mm. Mogul 6.00 

Blue Ultra-violet Glass 4mm... Mohur 6.00 

Blue Ultra-violet Glass 5mm. Moire 6.00 

Mica Protection Window... Molar 1.00 

Weaver Applicator. Molli 13.50 

Rubber Tubing, Foot... —. . Moult .30 

Quartz Window . Momis 6.50 

Sharpe Localizer and 3 Tubes___ M an ad 7.00 

McManus Sinus Applicator..... Mongo 7.50 

Plank Proctoscope .....„ Monke 9.75 

Plank Pharyngeal Applicator... Monot 19.00 

Baldwin Laryngoscope ..’.. .......Mooch 32.00 

Blue Window, Complete.. Moody 10.50 

Blue Window, Less Holder. Moose 6.50 

Burrow’s Froslatic Applicator.. ...Mopcy 10.50 

Rubber Tube Clamp. Moral 1.25 

M elder Nasal Applicator. Morin 18.00 

Protection Goggles .—. .....Mossy .40 

Ladabeck Quartz Irrigator (Small). Motif 22.50 

Ladaheck Quartz Irrigator (Medium)... Motto 22.50 

Ladabeck Quartz irrigator (Large).. Mound 29,00 

Ladabeck Quartz Irrigator (Extra Large). Mount 29.00 

Ladabeck Quartz Irrigator (Set of 4). .Movie 103.00 

Mayer Aural Applicator...... Mu fin 15.00 

Wagner Quartz Speculum (Size A).. Muggy 24.00 

Wagner Quartz Speculum (Size B)... Mulct 30.00 

Wagner Quartz Speculum (Size C)..... ...Muley 36.00 

Wagner Quartz Speculum (Set of 3). Mutnbl 90.00 

McCaskey’s Prostatic Applicator. Mumps 36.00 

Sampson Pyorrhea Applicator (Set of 3)... Mungo 32.50 

Sampson Hay Fever Applicator... Mural 24.00 

Sampson Laryngoscope . ...-. Usage 38.00 

Quartz Urethral Applicator..-.— Ushek 32.00 

Alpine Kromayer Applicator Adapter, to attach 
Quartz applicators to the Alpine Lamp-—Fur¬ 
nished free of charge.... Usher 


Ashland Universal Pyorrhea Applicator. Varixx 26.50 
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ACCESSORIES AND SUPPLIES 


Ultra-Violet Tolerance Gauge 



\ practical device for determining individual lolrramv ultra-violet radia¬ 
tion The protective skirt, as illustrated, is pan of the device. 

No* 1492 Code Price 

V, V* Tolerance Gauge.___—_**. .... .. ...—^Uygagr $2.30 

Condenser (Static Arrester) 

Used in connection with powerful High Fre¬ 
quency apparatus for protection to line. 

Mounted on a slate slah T in a metal hox. 

Nil Code Price 

960 Condenser for A, C. lines ..Tfturt $15.25 

961 Condenser for D. C lines as 

used across Rotary Con¬ 
verters -10,00 



Pilot Lamp 

\n indicating lamp bulb used on most of our PortAbU and Cabinet Apparatus. 


No. Code Price 

325 Plain Bulb __________ M _ _ __ Larimp $0*4(1 

326 Ruby Bull* __„_________.40 


Casters 

Code Price 

Cusrfer, fsiee. - j " stem d, " diameicr 

(sleeve type)—plain swivel and plain bearing 

whed (vulcanized black ban] rubber)* vaeb_ Ca&ar $ 2,(10 

Caster, fniT'. 2 4" Ateiu fa* diameter 

(.sleeve lyrie)—plain swivel ami plain bearing 
wheel (vulcanized black bard rubber)* uadi .Cfli/oJ .EHi 
Caster* Iffe/'x-id f/ face, S 1 4 * f$vint fa** diameter 
(sleeve type)—plain swivel and plain bearing 
wheel (vulcanized black hard rubber), each .. fajwd 
Caster, face. 2'.S' stem- fa* diameter 

(sleeve type) plain swivel and plain 1 1 earing 
wheel (vulcanized black hard rubber), e^eh-TAmry 1.S0 
Carter, face. V/j" sicrtn- —fa* diameter 

(friction type)—ball bearing swivel and ball 
bearing wheel (soft black rubber tire), each.-A^urkrt l.bn 
faster, 2^x1" face. 1 H* stent— fa" diameter 
(fricltmi type) ball hearing, swivel ;md bail 
bearing wheel (vulcanized black hard rubber), 

Carter, J-4face, l " stein — fa" diameter 
(friction type)—ball bearing swivel and plain 
bearing wiled (vulcanized block hard rub 
her), cadi —-.,*2*1— -—_ Zilyn ,60 
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H, G. FISCHER & COMPANY, Inc. 


Pneumatic Air Hammer Vibrator 




Finished in blade enamel and nickel-plate. Arranged to screw on end 
of pressure handle, or if desired will be furnished complete with a 
hard rubber handle and pressure hose to attach to any source of com¬ 
pressed air. Degree of vibration controlled by air valve in handle. 


No. 

1510 

1511 

1512 

1513 

1514 


Code Price 

Air Hammer Vibrator.-. Canker ip 14.(JO 

Ball Applicator for No. 1510..— —. ...Canon .93 

Spine Applicator for No. 1510.— ■ . Canula 1./^ 

Curved Applicator for No. 1510.. Captul 1.30 

I.arge Body Applicator for No. 1510.-. Caput 1.10 


Dr. Pope’s Dilators 


No* 

1340 

No* 1 size Dilator 

Code 

____ Poponc 

Price 

$1.75 

1.75 

1341 

No. 2 size Dilator..... 

.. ..^.Poptwo 

1342 

No. 3 size Dilator. 

. . P opt re 

1.75 

1343 

No. 4 size Dilator__ ._ 

____ Pop for 

1.75 

1344 

No* 5 size Dilator..^..**. 

... ^.....Popfiv 

1.73 

1345 

Set of five Dilators....... 

..'... Popset 

8.50 
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ACCESSORIES AND SUPPLIES 


Cavity Vibratodes 



No, 1562 No* 1562A 


No. Code Price 

1560 Vaginal Vibratode. Hard Rubber... Kane $0,60 

156QA Vaginal Vibratode, Soft Rubber Cap. . Kaolin .35 

1561 Rectal Vibratode, Hard Rubber... Karma ,60 

1561A Rectal Vibratode, Soft Rubber Cap,. . „.... wm „Karao -15 

1562 Flexible Rubber Colon Catheter__-. „+„Kauri 1.00 

1562A Dilating Rag for No. 1562 Catheter.™.~. JCeany .50 


Pennington Rectal Cone 



The Pennington Rectal Cone adapted for u>a with the No. 1551 
Vibratode as furnished with Fischer cabinets having the motor and 
pump features. 

No. Code Price 

1590 Including Metal Holder. ...™... ..jPenco $5.00 
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Pneumatic Rubber Vibralodes 



No. 1550 



No. 1550R 


No. 1551 R 



No. 1551 


No. 1552 


No. 1552R 


No. 

1550 Small Size Vibratode, Rubber Holder.... 

1550R Small Size Vibratode, Rubber Cap*.. 

1551 Medium Size Vibra Lode, 'Metal Holder... 
1551R Medium Size Vi bra Lode, Rubber Cap .... 

1552 Large Size Vibratode, Metal Holder_ 

1552R Large Size Vibratode, Rubber Cap... 


Code 

....- Ration 

.. Kabul 

. ..Redes It 

. ^....Kaffir 

. ...RaijO 

....—.. Karek 


Price 

$0.30 

.25 

.90 

.30 

1.10 

.30 





Special Ear Vibratode (Owen) 



An ingenious device for the application of vibration and variable 
sound tones simultaneously. Must be tried to be appreciated. 

No. Code Price 

1567 ................ Souvib ¥1.50 
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ACCESSORIES AND SUPPLIES 


Sinus Suction Tube 

So constructed that it is impossible for the aspirated matter to enter 
rhe second bulb or tubing. Furnished with 4 ft. rubber tubing and a 
metal attachment to tit the Vacuum Handle supplied with our Cabinet 
Apparatus. 


No. Code Price 

1503 ........... iesitu $2.00 


Pressure Handle 

Hard Rubber Handle, filled with control valve, for 
use with Vibrator No. 1510 if you have no T. & P. 
Cabinet. 


No. Code Price 

1516 Pressure Handle with 6' Tubing.—.. Cyprus $5,50 


Pressure Tubing 

Extra Pressure and Vacuum Tubing, cotton cov¬ 
ered any lengths. 

No, Code Price 

1517 ..... Cyanic Foot, $0.15 

No. 1517 

De Vilbiss-Fischer Adapter 



Arranged to lit the tapered end of Hie pressure handle furnished 
with Fischer Cabinets, and to accommodate the regular De Vi Ibis? 
bottles. 

No. Code Price 

1530 Metal Connector ...—... Karyon $0.40 
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H. G. FISCHER & COMPANY, Inc. 


De Vilbiss Atomers 



No. 1520 No. 1522 No. 1527 


No* 1520 No. 1522 No. 1527 

No, Code Price 

1520 Empty bottle only, with stopper...—. Kali $0*dQ 

1521 Alomer. Sprays any liquid, oil or aqueous, in any direc- 

I inn desired --—. ^^Kalium 2d 5 


1522 Nebulizer. Produces a vapor; for oils only. The vapor 

can be weakened by turning llie little table to a hori¬ 
zontal position, or strengthened by turning it to a 
perpendicular position .™— . „*JKo-mola 2d 5 

1523 Powder Blower. Diffuses powder perfectly in any direc¬ 

tion .—.™..—----- Kalot 2 , \ 5 

1327 Atomer. For spraying oils and acmeous solutions. It can 
be easily cleaned by unscrewing the heel-piece and 
wiping the tube.-.—..—.2d a 

(All above are chrome plated,) 


No. 

1575 



Eustachian Tube Opener 

Code Price 

Metal Eustachian Tube 
Opener,„.______ Ken ml $0.50 
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ACCESSORIES AND SUPPLIES 


Suction Bottle 

No* Code Price 

1577 Suction Bottle, com¬ 
plete as i 11 u s - 
trated ......... Me par $3*40 

1532 Extra Route <m)y.Match US 

1533 Rubber Hose, ft .Hauld .15 

1534 S i ] ver Cat het e r .Haven l X 0 

1535 (Bass Syphon ^Mtmse .40 


Air Heater 



Output is under perfect control as the energy is obtained from the 
Cautery circuit, and any degree of heat may be maintained indefinitely. 


No. Code Price 

1570 Fischer Air Heater, with extra unit. A coin $7.50 

1571 Fischer Air Heater Unit™——..... ....Keck LOO 

1572 Air Spreader Attachment ——* —... ..-Keel .50 



Special Cut-off 

Unless otherwise advised, ihe 
Cut-off will he furnished with a 
short length of rubber tubing spe¬ 
cial metal attachment to fit over the 
end of our Pressure Handle, as in¬ 
dicated on illustration. Also fur 
nished without special “Y 1 ' Valve 
Attachment for side of cabinet, as 
indicated on page 63 under No. 
1110 , 

No. 

1528 Special Cut off .. 



Code Price 
...... Kittle $5.00 








































H. C». FISCHER & COMPANY, Inc. 


Pressure Valve Attachment for 
Fischer Combination Cabinets 


No. 


Code 

Price 

1110 

Special il Y ,$ Valve with T)e Vilbiss 

No. 1528 



Cut-off with 6 r hose...... 


$14.65 

mi 

Pressure Valve only.... . 

. Iqloo 

8.20 

1517 

Extra Pressure Hose.. .. 


Foot, .15 




Illustration No- 1 


Illustration No. 2 


Vacuum Valve Arrangement 

Thu Vacuum Handle and 6 foot tube, illustrated under No, 2 is not 
included with the regular No, 1113, as these parts are already fur¬ 
nished with each of our cabinets. 

The regular Pressure Handle and 6-foot hose as shown in illustra¬ 
tion No. 1, above, is not included with the regular No. IU0 Valve 
order, as these parts are already furnished with each of our cabinets. 

No* Code Price 

1113 Vacuum Gauge and Regulating Valve with 

30-inch hose ...—.. ^Ides $13*00 

1114 Vacuum Gauge only ...—. „.Jdle 3,50 

1517 Vacuum Hose....*,*... .—.Cyanic Foot* $& /- 



Exhaust Filter 

For mounting between the cup holder and the vacuum 
handle proper. StufTed with absorbent cotton, it prevents 
the passage of the extracted fluid to the pump. 

Code Price 

Exhaust Filter............ Refill $1*75 
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ACCESSORIES AND SUPPLIES 


Glass Exhaust Cups 

Made of smoothly finished, plain glass, with rim of heavier glass 
on the edges. The ends are fitted to the rubber bushing in the vacuum 
handle on all Fischer cabinets containing pump features. 




No. 1500A 


No. 1500B 


No. 150OC 


No. 1505 





No. 1507 



No. 1508 



No. 1501 



No. 1507R No. 1508R 


No* 

Code 

Price 

1500A Vacuum Cup. 1" Diameter.,...*, 

..... /cloy 

$0.35 

1500B Vacuum Cup, \ l /f* Diameter... 


.40 

1500CVacuum Cup, 2" Diameter*™ 

****«*™™„**„^—.Jesuit 

.40 

1501 Exhaust Cup with trap.,. 

........... lesty 

.85 

1505 Glass Breast Cup... 


1.80 

3507 Glass Panaris Cup,...-. 

....-**..*„,- Joint 

.80 

1507R Soft Rubber Panaris Casing,*™ 

_... Jolly 

.40 

1508 Glass G, U, Tube. 

_ ..Joule 

1.95 

150SR Soft Rubber G. U. Casing. 

—Jugal 

.75 
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H. G. FISCHER & COMPANY, Inc. 


The Fischer-DeVilbiss 
Sinus Suction Bottle 

No. 1790 Consisting of bottle, 
nose piece, 2 silver catheters, rub¬ 
ber lube and connectors. Code, 

U m bra. Pri ce..„„.._.$6. SO 

No. Code Price 

1791 Bottle and 

N ose 1 Vi rCL 1 -1 ‘ n ana $2,15 

1792 Small Silver 

Cat lie ter. Unbar 1,30 

1793 Large Silver 

Catheter ... Uncle 1.60 

1794 Hose and 

Connectors ..Undue LSO 



Rubber Vacuum Cups 



No. 1573 



No. 1555 



No. 1356 


No. Code Price 

1555 Flexible Rubber Vacuum Cup.™.....,,.. .. Kale $0,45 

1556 Flexible Rubber Cup (large).... ...Kandy 1.00 

1573 Metal Attachment for connecting the rubber cups 

to the vacuum handle..........._ Kelpie .60 


Motor and Pump Grease 

No. Code Price 

15*2 Small can .....„.. Ketch $0.20 
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ACCESSORIES AND SUPPLIES 


No, Code Price 

1755 " Ac ti no therapy and Allied Physical Therapy' by T. Howard 

Plank, M IX 459 pages, Illust.—-—-..— Wagers $7,50 

2300 "Actmoiherapy for General P rad it loners* 1 bv II. G, Falkner, 

L. K.CS.L '152 pages* IUtist.,.. *.J.. Pagge 3.00 

2301 “ A cl i no therapy with Special Refmuct to I’ltra-violet Ra¬ 

diation" by D. D, Roscvvarrie, M,R.CS. 237 pages. Illust. Vaitxe 4.00 

2302 M A Hand-Hook of Physio-Therapy" hy A hah M. Stafford, 

MIX 279 pages, Illust--.—..—~. ~~¥axeh 6.00 

2303 "An X-rav Atlas of the Normal and Abnormal Structures 

of tin- *mdv" bv Archibald MKettdrick, F.R.C.S., and 
Charles K. Whittaker, IhR.CS. 2nd edition, 256 pages ...Vaxix 10.00 
331X4 "A Practice ot Physiotherapy" hy C, Ah Sampson, M.D. 620 

pages, must. ... .........,. . r Vtheh HUM) 

2305 "Artificial Sunlight and its Therapeutic Lses" hy Francis 

Howard Humphris, AID. 4th edition. 306 pages. Illust...Fr/jefr 3.25 

2306 "A Treatise on Light" by K. A. HAmstoyn, M A. 5th edition. 

489 pages. Illust________ ...Meyer 4.20 

1757 "Clinical Application of Sunlight and Artificial Radiation" 

hy Edgar Mayer, M. D. ........ Wag one 10.00 

1750 "Diathermy in the Treatment of Genitourinary Diseases 
w ith Especial Reference to Cancer' by Budd C. Corbiis, 

M. D.* and Vincent j. 0*Conor, M.D* 2nd edition. 200 

pages. 33 Illust__~ ____ Cor con 5,00 

T737 "Diathermy—Its Production and l ?es i lt Medicine and Sur¬ 
gery 1 by Elkin P. Cumber batch, ALA. 2nd edition. 332 
pages, Illusi. _*____..._-... „Jncumh 7.00 

2307 "Diathermy with Special Reference to Pneumonia" b> Harry 

Eaton Stewart, MD. 2nd edition* 228 pages. llhis.....„..Fr,rn£ 3,00 

2334 "Electric Ionization: A Practical Introduction to Its l sc 
in Medicine and Surgery" bv A. R* Friel, ALA.* M.D, 

132 pages. Illust... . Vudwy 2.50 

2299 "Elements o] Physical Therapy" hy William W, Worsu r, 

Adi, A.XL, M.D, 2nd edition. 232 pages Illust.. Virrv 5.00 

1976 "Electro-thermic Methods in the Treatment of Neoplastic 

Diseases" by 1. Douglas Morgan, M-D_—„—__— Washer 2.50 

2309 "Facts Mumt Artificial Sunlight" hy Edwin L. Ash, M* D, 

62 pages —-_—..^ii..*** M .*..*Ffraar 1.00 

1973 "Galvanic Currents and Low Voltage Wave Currents in 
Physical Therapy" by G. Bet ton Massey, M.D., and Fred 
crick II. Morse, M D 190 pages* illust*.. /fry 6.00 

2310 "Handbook of Medical Electricity and Radiology" bv lames 

R. Riddell, F.R-F.P.S. 239 pages. Illusi..L- ¥\bix 2.75 

2330 "High Frequency Practice" by Burton Baker Grover, M.D. 

5th edition, 632 pages. 11 lust_ —.,_ . Vigro 6.00 

2311 "Lehrbuch der Diathermic" bv Dr. Franz Nagelschmid L 373 

pages (German), Illust....... Vipxy 6.75 

2312 "Light and Health" by M. Luckiesli and V J. Pacini. 362 

pages. Illust, ..—... Vv&jy 5.01) 

2313 "Medical Electricity” (for students) by A. R, L Browne 

2nd edition, 245 pages Illust.™-*,— ...„ ~^d?oyab 3.65 

2314 "Modem X-ray Technic" hy Ed ('. Jerman. 260 pages. 

111li- t. ....._... pQxoy 5.50 

2315 "Physical Therapeutic Technic" by Frank Bn tier Granger, 

M.D. 417 pages. Illust..--------~*^—Ftoner 6*50 

1975 "Physical Therapy in Diseases of the Eye* Ear* Nose and 
THroBl" hy A U. Htillmlcr. M.D., am! M. TT. Coltlv, M.D. 

------ IVartey 5,00 

2316 "Physio-Therapy in Genera! Practice and for the l‘sc of 

Masseuses" by E. Beilis Clayton, ALB. 2nd edition, 231 

pages, illust* —. .....—-——. Vityoo 3,50 
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No, Code Price 

1758 “Physiotherapy Theory and Cluneal Application" by Harry 

Baton Stewart, M.IX 2nd edition. 395 pages, I i hist. Verica $7.30 

1746 "Practical Electrotherapeutics and Diathermy” hv G. Beilon 

Massey, M,D. .......!__ Verbal 6.50 

2333 "Practical Index to Electro and Photo Therapy—Including 
an Index of Diseases with Descriptive Techniques" by 
Joseph E. G. Wadding Lon, 51.D. 3rd edition. 411 pages. 

llhist. ...*......„.........Foset!d 7.50 

2333 "Practical Ultra-violet Light Therapy" by T. Clyde Mc¬ 
Kenzie and A. A. King. 108 pages, llluM . ox yd 2.50 

2337 "Radiography of tlie Chest” by Walker Overend, \LD. 

(Vat* IL N on-Tubcrculous Affections). 1% pages* 

III us t_____,_____*. __ Vu m o n 7. OfJ 

2318 "Roentgen Interpretation" hy George W. Holmes* M.D. and 

Howard E. Reggies, 51.TX 3rd edition. 326 pages. lllusi,F6//ar 5.00 

2319 "Roentgenology—Its Early History—Some Basic Physical 

Principles and the Protective Measures" by G* W. C. 

Kaye, 157 pages* llhisL*~—*»+—....2.00 

1707 "Koetifeenotherapy" 1-y Albert Franklin Tyler, M.D. Indus 2.75 

2320 “SunTight Treatment A Concise Guide for tlu* Use of 

Ultra-violet Irradiation in Actinoiherapy.'* 72 pages... fagev 2.00 

2332 “Surgical Radiology" hy A, I \ llcrtwistlc and D. P, i). 

Wilkie. 142 pages, lllusi------- Voivdy 3*50 

1971 "Surgery of Neoplastic Diseases by Electrotherunic Meth¬ 
ods" by George A. Wyeth, M.D*—*—--- —^Ahoy 7.50 

2321 "Teeth and Jaws Rocntgcitologically Considered" by Her¬ 

man A, Osgood, M.D. 99 pages text. 72 plates. 54 illust.Ai/i.ru 10.00 
1077 "The Basis of Light in Therapy" In Herman Goodman, 

M.D. 2nd edition, 212 pages. Illnsi—--- JLWfrd 5*00 

2322 "The Principles of Electrotherapy and Their Practical Ap¬ 

plication” hy W. J. Turrell, M A. 2nd edition, 413 pages. 

IlhisL .—-*****--—-*.—--—*—.- ~Jaxen 475 

2323 "The Quartz Mercury \ apour Lamp" by J* Bell Ferguson, 

M.D, 105 pages, IllusL__—*--- —...Janlx 2.50 

2324 "The Ultra-Violet Rays -Their Action on Internal and 

Nervous Diseases and Use In Preventing Loss of Color 
and Falling of the Hair" by Arnold Ldttmrf, M.D. 258 

2325 "The Vertebrae RoentgenologicalIv Considered" by Anal 

Wellington George, M.D, and Ralph Davis Leonard, M.D. 

256 pages* llltist*...... —**..,*^————— lexix 10.00 

2326 “Ultra-Violet Radiation and Actinoiherapy" by Eleanor IL 

Russell, M.D. and W. Kerr Russell, M.D. 3rd edition* 

648 pages. 111uftt>. . . ... .....*,.*.*5 ..*, 6.50 

2327 "Ultra-Violet Radiation in Denial Pathology" hy Frederick 

W, Lake, D.M.D, 112 pages, Illust.—*-.**^ ..375 

2328 "Ultra-Violet Kays in the Treatment and Cure uf Disease" 

by Percy Hall, M.R.CS* 3rd edition. 236 pages, lllusi. Jixib 4.50 

1710 “l\ S. Army X-ray Manual," Prepared under the direction 
of the Division of Roentgenology and authorized hy ihe 

Surgeon-General of the Army——__**-.—... Infect 5,00 

232 11 "X-ray Diagnosis” by J. Magnus Redding, F.R.G*S. 228 

pages, 80 skiagraph!? plates.^ .—~-- Jhjbx 1 ,00 
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APPARATUS 



The Fischer Combination 
Electrophy siotherapeulic Treatment 
Outfit — Style “F0 M Senior 

A handsome, impressive piece of office equip¬ 
ment, compact, simple in operation yet the most 
powerful machine of its type available, and capable 
of the finest kind of results. 

Na Code Price 

1229 Apparatus as illustrated, with necessary 
connecting cords, KoHschcr Spark 
Gap, Meter and Leyden Jars- Nwnty ¥685,00 

-Isk for frump hi ct I'onu AV>. 430 D > 




The Fischer Type “LO PJ Senior 
High Frequency Diathermy Apparatus 

Designed especially for those physicians who arc 
concerned with the specific application of medic al 
and surgical diathermy (electro-coagulation), D’Ar¬ 
son val auto-condensation and monopolar high fre¬ 
quency currents, hul who have no desire for motor 
and pump features. 

Code Price 

1234 Apparatus as described, with neces¬ 
sary connecting cord, koltechcr m 

Spark Gap, Meter and Leyden Ja rs. Ntscul ¥575.00 
. Isk for pamphlet Pot in A o. 4sOD, 


The Fischer Senior Model “V” 
Diathermy Apparatus 

Embodies in one convenient cabinet every 
lodality, at any voltage or mi 111 amperage 
squired in high frequency therapy, 'Hie 
SENIOR” of the entire Fischer line of dia¬ 
ler my equipment. 

Code Price 

100 ____-_ ^..-Yaeltt $585.00 


The Fischer Model “V” Senior Apparatus, 
with tissue-cutting current. 

Code Price 
_ Yectit $685.00 


No. 

2116 


. Is'rfor descriptive pamphlet Form 1002C. 
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H. G. FISCHER & COMPANY, Inc. 



The Fischer Model “G-3” 
Diathermy Cabinet 

“An Instrument of Precision, 

Beautifully Mounted" 

Efficient and Economical 

No. Code Price 

2125 Fischer Model ,< G*-3 ,f Diathermy 
Unit, with connecting cord and 
plug, but no accessories jtt .r $385 00 

Ask for pamphlet f*vrm 1012A 


The Fischer Portable Diathermy and 
Electrocoagulation Apparatus 
Type “GP2” 

This unit is hulk Into a black leatherette covered 
carrying case, with closed lid, making it in every sense 
a "portable" apparatus. While this is a very effective 
office machine, it is more adapted to bedside work. 

No. Code Price 

1393 With connecting cord, but no ac¬ 
cessories . VUtat $285.00 

. tsk f or descriptive pamphlet j*orm No. ■WJC 




The Fischer Portable Diathermy 
and Electrocoagulation 
Apparatus, Type “G2” 

No physician’s office, no hospital or sanitarium 
is complete without some good physical therapy 
equipment — particularly a diathermy apparatus 
of the portable or semi-portable type. Such a 
machine is a decided requisite if modern methods 
of medicine and surgery arc to he employed. 
Apparatus and Fart sold separately. 

No. Code Price 

1390 With connecting cord, but 

no accessories — .. Vitric $305.00 

1255 Walnut Cart ^..Tvrho 40.00 

Ask for descriptive foltltr f orm No. 8WC 
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APPARATUS 





A Moderately Priced, Portable, High 
Frequency Diathermy Outfit, 
Model “A” 

This equipment has been designed especially 
for use by physicians, hospitals and sanitariums 
where a convenient* enirienl, portable machine vf 
law price is mini red. 

The Fischer Model "A" Diathermy Unit, in 
mahogany case with glass top. as illustrated, on 
mobile Hospital Cart No. 1258, with connecting 
cord atid plug, but no accessories, for operation 
on 1 HI volt, 60 cycle alternating current* 

No, Code Price 

2042 .... ——Force $26.5.00 


The Fischer Model "AP" Portable Diathermy Unit, 
in black carrying ease, with connecting cord and plug, 
bnl no accessories, wmiml for operation on 110 volt, 
60 cycle alternating current. 

No* Code 

2045 _—........ ...Poree 


The Fischer Galvanic Current Generator 

No. Code Price 

1200 Complete with 

accessories_ Galvan $125.00 

The extreme importance of the 
galvanic current in the practice of 
modern medicine is recognized by 
the majority of physicians of to¬ 
day, in gynecology, urology, etc., 
for depilatory work, ionization, 
rectal lesions, electrolysis, stric¬ 
tures, etc., etc. 

Ask for descriptive pamphlet 
Farm No. S90B. 

The Fischer Electro-Surgical Tissue-Cutting 
Apparatus With Coagulation Current 

Outfit i*- nmmitcd in a Mack leatherette-voTt-rcd tarrying 
vntiv.. Weight fjrtly VJ pounds, 

The very latest technic advocated liy tho*r surgeons who 
lupfffc murjt :i study of electrical tissue cutting may be cm 
ployed willt I lib apparatus with an assurance of jUicccsj. 

No. Code Price 

Sflfll Fischer Electro Surgical Tissuc-Oirtin- Ap- 
fninUun with coaguhtticiii taps, with con¬ 
necting curd but no instruments or &££££• 

sum s ______,___JKVyrn $ 270 .JKi 

.L'fk for d esc rip the pamphlet Form # 
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H. G. FISCHER & COMPANY, Inc. 


The Fischer Low Voltage Generator 



A new and tremendously improved ap¬ 
paratus for the production of continuous or 
surging alternating or direct current* Cur¬ 
rents available are: straight galvanism* surg¬ 
ing galvanism, a direct current dwell wave, 
straight alternating at a very high fre¬ 
quency of oscillation, surging alternating, and 
an alternating dwell wave. 

No* Code Price 

id 72 Complete witli euimcctmg 
cable ami stand as illus¬ 
trated — 

-Lsk for descri ftim? pamphlet form A o. 1251 


The Fischer Junior Portable Diathermy Apparatus 


No. 2141). Fischer Junior Model "Y” 1'orlablc 
Diathermy Apparatus, with connecting cord 
and plug, ready to attach to the 110-volt. 60 
cycle alternating current, wtill no accessories. 

Code IVrathy — ... Price $125*00 

.1 sk for pamphlet Form Nth 9S5A 




The Specialist’s Eye, Ear, Nose and 
Throat Combination Cabinet 

This new equipment is built in a lower cabi¬ 
net than formerly, as most specialists sit down 
at this work and desire all the electrical millets, 
atomizers, spray controls, etc,, as near at hand 
as possible. These features have all been 
admirably taken care o£ on this apparatus. 

No. Code Price 

1203 ...$.S 30.00 

Ask for descriptive pamphlet Form No . 1007A, 
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APPARATUS 


New Fischer Roentgenographic and Fluoroscopic 
Combination 



All roentgenographic and fluoroscopic work can he performed 
with the Finest delink Note these special features: High tension 
transformer with 90,(X)0 volts potential; automatic circuit breaker; 
variable control from 2-inch spark gap up to full capacity of radiator 
type Coolidge lube; hakelite panel; both horizontal and vertical sluu 
tors; accurate milltampere meter and volt meter; Maer»; foot switch; 
both magnetic and auto transformer types of controls; compactness 
affording the greatest economy of floor space; 12x16 finest quality 
fluoroscopic screen; heavy lead glass protection; fine focus Coolidgc 
lube, covered with heavy lead glass shield; stereoscopic tube shift and 
lilt; the entire assembly mounted on free-rolling ball-bearing casters. 


No, Code Price 

2400 ___ Mmro 0 


Ask for descriptive pamphlet Form 1207 
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Combination Unit —Alpine 
Sun and Kromayer Lamps 

No. Code Price 

1422 ... Midst $7954)0 

My Far the greatest effect of the sutVs 
rays is due to the ultra-violet, hut a 
more intense producer of ultra-violet 
rays is the quarts lamp, Here the rays 
are always available, always constant, 
and can lie administered in quantity to 
give the desired results. 

Both the Alpine Sun and Kromayer 
Lamps are producers uf nltra-vmh 1 
rays* that give the maximum mtcnsiiv 
for therapeutic procedure. 

Send for descriptive pamphlet 

Prices on Hanovla Equipment are 
F. O. B. Newark, N\ J. 


The Alpine Sun Lamp 


No, Code Price 

14GO Mounted on 

Mobile HaseJtfr*ij.v $J 10,00 

Following our polity, tlii' nnv 
model Alpine Sun Lamp is the out 
come of observations and careful 
studies made of the u*e of I he 
<|iinr tx lamps in the bands of I he 
physicians. This apparatus Is so 
constructed that it increases the 
efficiency of such work, making it 
rnnrr convenient to manipulate, 
and more durable. 

Send for diMtif-liuc pattiplih't , 
Prices on Ilanovia F(|til|unetil are 
F. 0. B. Newark. N. ,f. 


Kromayer Lamp — Portable 

( Set f ■ Con tain t-d Unit) 

No. Code Price 

IJQ5 ,_, __ / f 'allot $615,0t 1 

Cooling system is contained within the 
standard,making uufrfi'lc valtu connection.* un 
necessary- In, ihc alternatme current lamp 
tlie transformer i.~ also contained in the stand 
ard. Sfli-suspLUtdluK burner permits of free 
manipulation. 

Send descriptive pamphlet 
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ACCESSORIES AND SUPPLIES 



The “Luxor” Mode) Alpine Sun 
Lamp 

The rir finite* results accomplished 
ill rough the use of quartz light therapy 
I'.y tin medical profession in treating 
disease, has made it patent that a quartz 
lamp be made tor the patient’s use in 
carrying out the treatments as pre¬ 
scribed by the patient's physician in Ids 
own home. 

The Patient's Model Luxor Lamp is 
a very simple, compact, self-contained 
unit embracing many convenient de¬ 
vices and insuring flexibility in all 
usages, that may he prescribed for it, 
by the* patient's physician. 

No, Code Price 

1397 ____ irigtvag $ 300 , 1*1 

Prices on Hanovia Equipment are 
\\ O. It. Newark, N. J. 


Home Model Alpine Sun Lamp 

Tilt-- new Home Model Alpine Sun Lamp 
has rill the high mechanical excellence, all the 
precise controllability ami simplicity of design, 
tlia rat tens Lie of liatiovb equipment. Exactly 
ihe same fctien title care is exercised in its 
Tiiamifndtiird, anti it i> subjected to the satm 
rigid tests. It is of low it intensity than that 
of the prnfesrbiuial mndi'ls—it h smaller in 
si/c, and may be -*er upon a table nr desk. 
It is very light In weight, and is truly portable. 


No. 

) 131 


Code 


Price 


Home Model Alpine 
.Lamp -IlfbfKl A, 


iitome 918&0O 

H3G Dome Model Alpine 

Lamp—UO Jb C- >.D\rome 


130,00 


The Kromayer Ultra-violet Lamp 

No, Code Price 

141S ---- Mk rtf $ 4 M,. 00 

Tills type presents it convenient and iutens-- 
source of ultra violet rays, with features uml 
ability to fwuclion, far surpassing any other 
apparatus of similar purport. 

Semi for He serif iive 
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Reserve Burners for Hanovia Alpine and Kromayer Lamps 

Alpine Sun Lamp Bumei s 


Allermiting Current Dir^tci Current 

The Alpine Sun Lamp Burners have been regarded for many years as 
the most efficient type of quart/ lamp burners manufactured. They are of the 
entire quart/ mercury anode type, 

Kromayer Burners 

The Kromayer Burner is of the —■> 

entire quartz mercury anode type, 

I Is longer life and lower operating 
cost in comparison with other burners 
have been conclusively proved. 

A service which is distinctive with ■\ 

Hanovia is the repairing and ex¬ 
changing of worn out or injured 
burners at a very nominal cost. 

Price List 

No. Code Price 

750 Alpine Sun Lamp Burner (cither 90-120 or 200-240 volt, 60 

cycle alternat ifig. current)....... / 1 *Udty $200,00 

752 Krumayer Burner (cither 90*120 nr 200-240 volt, 60 cycle 

alternating current) in case, complete.__... IVimplr 255.00 

756 Alpine Sim Lamp Burner for direct current (90-120 or 200- 

240 volts) _________-__ ^Winery 128.00 

758 Kromayer Burner for direct current (90-120 or 200-240 volts) 

i n case, eom p Iete__—........... M'tVf ly 175,00 

(For other than 00 cycle, add $50.00 to prices.) 

Hanovia Alpine and Kromayer Burner Repairs 

These burners may lie repaired or exchanged at the following prices: 

V. { . Alpine THirtie.r Repair. ..........$ 78,00 

l). C Alpine Burner Repair____ _ _ _ _ _ _ ______ 60.00 

A, C , Kromayer Burner Repair..... . ..... 110,00 

IX C. Kromayer Bnrm i Repair.... ....... WOO 

(These prices apply in all cases where all parts of the old burner are returned,) 

Prices on Hanovia Equipment are F. O. B. Newark, N. J. 

CARBON ARC LAMPS 

We have a complete line of Carbon Arc Lamps, for ultra-violet, visible and 
infra-red radiation. 

Details wilt be sent you on request. 
































ACCESSORIES AND SUPPLIES 



The 

-Model 

"O" 


Informative 


The Fischer Twin Carbon Arc 
Lamp Model m O” 

which delivers as much rjtra-viulet. Visible 
and Infra-red radiation as any carbon arc 
lamp now on the market operating un a light* 
lull circuit—and yet at a price of only $59,50— 
with installments if you wish! Will operate* 
equally well on alternating nr direct current. 


A new thrmpeotic lamp 
producing!: a spectrum of hi- 
fra-red. visible ami ultra¬ 
violet rays . , . epoch 

making itt design* in efli- 
eietioy and econo my. Local¬ 
izing iVnii-s n?v i|h]«( rated, 
furnishwl if desired. 


No* Price 

T>m MmlH “0 M Twin 
C-Orbon Arc I .amp, in 
dueling U? '*£** 1‘tint- 

violet Carbcms - pair 
of Eye Protecting ucg- 
rIcs. Protection Screen 
and Connecting Cord. 
Code . Tivitwin 

iltUl Set of 3 Localizer 
Cones consist in*- of the 
bolder with 4-in eh open¬ 
ing and thi '2 auxiliary 
cones reducing lo 1 indi 
ami '2 fudit^ respective¬ 
ly. Code— S*tton $10.00 





Booklets on Diathermy 



Diathermy Therapy 

106 pages of standard technics* cov¬ 
ering the various conditions in 
which Diathermy h indicated, 
Profusely illustrated. Price, $1.00 



The Story of Diathermy 

The history* theory and practice 
of this new branch of medical 
science. No charge. 
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Available Reprints on Various 
Physical Therapy Subjects 

(Alphabetically by Author ) 


PI BASl NOTE: Our Research and Reprint Depar-tin tut is maiutaiue. 
r phvsmutts and the advancement of physical therapy* All ref.tints ore 

.1 f; .,. t l*..,-..' IP,,. 1 Lir.T ■■ tt rj- »-► ht c ,1 I, ft,‘it l rtf Sit.! i',1 ; ill ft’ 


t'd for lh i benefit 

f physicians and me mttaneemem oj pnysicm tm tmj-.v, ,-ui ^ ur v taken from an 

ihoritutivc pmhUivt inns. Original manuscripts are often included in these reprints, .Wiira^ 
then- is considerable expense involved. Therefore, ue ask you to enclose stamps at the rate 
„ t Sc for each reprint desired, /his department operates without pm fit and your eyopera- 
iiett u<m net only enable us to offer more vanni and better reprints but unit he sincere.y 
appreciated. 


Form 

No, 

_.10£S 


Anchor 

Abstmets on Light Therapy-— 

Boot* G. W. F M. D. Surgical Din 
thimy in Accessible Neoplasms 
\ 1 mut the Head.— —....l£t 4 G 

Brady. William, M. IX Persona 1 
Health Service ——.—. llfia 


Brener, Mile* J., 


Chapman. W. U-j M. D 
in Gynccalojry 


M. 1 . 1 - Sciatica. G&W 

Diathermy 


..i him 


i 'hupinttn, W. IL. 
Diathermy — 


M. IX—Surgical 


ZMIA 


Chapman, W, IL, M p- , Tlu P real 
mciit of Tnb«cwtoflW by Physical ^ 

Ch«M. W. M. t>- Tulitrculpsis 
of the Cervical Lymph < damD, . ■ 4 

Cherry, Thontits 11 - M. IX 1 he Kl" 
suits of Diathermy in Pelvic IttftfC- 
linns *-------— 0l8A 

Oirhus, Rudd CL* M. LX. and O Conor, 
Vincfrtl T., M. tv -Diathermy: A 
Specific for Gonorrheal Epididymitis >3hA 

4 rile* C. W., U. Th -Abstract; The 
Use itt Diathermy ■ . ..fur toiiserv- 
inif the Temp era tun- of the \tscrra 
. . . Before attd After Abdominal 
Operations - - --——“ 

n.mhcrbatcii. Elkin P-* Dr, -DiscHwdtm 
mi Diathermy- Surgical Diathermy. 
Methods of Employing High hre 
ipiuiicy Currents tn Surgery——.UHl 

Ciimhcrhatch* Elkin R, Dr-Treat- 
metit of Gflliocdecal Infections by 
Diathermy .—.-. '' A 

Denman, Da O a M. p. inira;Violet 
Hay m Eye, Ear, Nose and throat 
Troubles ------- W(i 

Demerit, William F- M T.X- Electro- 
coagulation of Hemorrboias ..—*,—...iuiua 

ptUlngiT* Gregg A., M, p -Ttihiiic 

of Tonsil Electrocrfagulation.™— im^A 

Editorial-Thr Constant Current..10'«t 

Ehoxti. J. CL. M- r>,—Physiotherapy in 
a. State lioapit^L™**^-—^— m - - > 

Elsoin. 1. C,, \i. IX—'Treat men t of 

IktTa Palsy by Physiolhumpy—-..- &JOA 

Ewerhardt, F. H., M. D, -Dialhcrmy 
in Joint Injuries —----- 

Ewer hard l, F. 11 , M. D.- 3 J liyi,iiittiei- 
,i.py in Orthopedic Surgerj'-»4a 


Author 

Fouls, B. W.* M. D 
injuries — 


Form 

No, 

- Bone and Joint 
. 5a^A 


Giesy. 1 1C.. M, D. A Discussion of 

Galvanism — —*-— — 0l0A 

Giesy, J, tJ„ M. D—The Treatment 
of Accessible Malignancies. -- - ®SS 

Goodmaru Herman, M- H. Carbon 
Arc l.igill in Dermatology. lus-i 

Grndwohl, K. B. H \T, R—Devclup 
meot of a Phyjdolherapy Department 
in u Modern Hospital ... .....——— 8o“ 

Grant. Owsley, M. IX. timl Cutlet, tr 
win H-. M D,- Dbthermy in f.oiu 
orrEieal Epididymitis with Report of 
Eleven Cases ... -r T — 045A 

Hath Percy, M, D.— Extract * tin Ultra- 
\ iofeT Rays in the Treatment and 
Cm'e of Disease.,—--- - Kdt'J 

Henry, E, C., M D, -Light in In feel ion $S0 

11 c ss, A11 red V .* M, IX, and Unfeer tes 

ur J. t M. IX Use of Die Carbon 

Arc ' UrfH in rhe Prevention and 

Cure uf Rickets;—.— 

Hoi lender*. A 1C, M IX. and Cottle, 

M. H . M- IX—Electrocoagulatom 
Snares --—--—■ ^^-1 

Hollcuder, K,. M. IX. nnd Cottle, 

M, H„ M, IX Newer Development* 
in Otolaryngologic Therapy--- US7 

Hollender, A, R*„ M. IX. and Cuttle. 

M, H-. M, fX—Newer Physical Aids 
in the Diagnosis and Treatment of 
Partial Deafness . ——m—— . - fH3 

Holleniler, A. K, t M. IX, arid Cntilc, 

M. H. P M. l.X Rccctil Advances in 
the Treatment of Nasal Accessory 
Sinus Disease —.. . . PI 3 

Kelly, Howard V, M IX, and Neill. 
William, Jr., M. D.- Tbc Treatmnit 
of Tumors of the Dlafldcr—^—.. . 

Kill ink, Disraeli. M. IX The Value ut 
1 he- Electro Thermic Cutting Arc in 
S nrgc ry -—_. .... ...——. - . . . 11 ^ A 

Kolischcr, Gustav, M. 1l Dial her my 
in Medical Kidney DisciliHts. .. IJ| "'' 

Kov.'ies, Richard, \\ T D. Clinical Phys¬ 
ical Therapeutics Testing for the 
Reaction of Degeneration in Mu* ^ 

Miki D. Frank M.. M. I'- G-oiscrva- 

live Treatment uf Cervical Erosions 
with EleclrocoaKtdation , PS$ 
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ACCESSORIES AND SUPPLIES 


Author 


Form 

No. 


Auihor 


Form 

Xu. 


Millstone Henry J,, M. D, — Oiu i -Stagc 

Tonsillectomy by Surgical JJiaUici’niy.l^ls 

Morse, Frederick 1L, M. IX—A Plea 
for Galvanism ..— 

Oiis f Lloyd M. D.—Physiotherapy in 
Industrial Surgery ... 019A 

Otik Lkivd M*. M. D. Sinusoidal in 

Gastro-in test inn] Stasis _-_——... nil A 

PettiL, Roswell T . >J. I). Heliother¬ 
apy ..— S54 

Poptj Curran t M IX—Cardiac Diseases MfU 

Pope, Curran* M., I). Management of 
Post Infliuitijsiil State...---917 

Pope, Curran, M. IX—Reiuil Disease— 644 


Prm< . Curran* M. D —The Role of 
Physical Agents in the Treatment of 
Tuberculosis ,— .. 050 


Pope* Curran, M. D.—When Shall We 
Treat (lie Painful Pnim *95 


Skillcrti* Samuel TinfT* M. D.—The 
I ,a>l Word in Tonsillectomy^...,_1050 


Stewart, Harry Eaton* M. D. — Dia¬ 
thermy in Pneumonia—A Report o( 

Ten Caa« ........—... 484)A 

Toiiuey* Fred Q. f M. D-, Hueft, Ger¬ 
ald L, M. D., and Somers, Paul P M 
M. L>,—Los.h, t>f Actinic Intensity 
in Crlian Sunshine Due to Air 1M- 
luiion .......___,*^...____1247 

Tyler Albert F., M. D,—Surgical Dia¬ 
thermy m ike Treatment of Benign 
Skin Blemishes ***«____ ,_ 64a 

Van Puttc, P. T.* Dr. -Diathermy or 
Tile niiupeiiei rat ion rn the Treatment 
of Gonorrhea in Women_,_-_—* 647 

V\ a I ke, F r a n k H, * M. 3 X — El eetro- 
Physiotherapy in tin* Treatment of 
Gynecological Conditions .___ 9134 

Ward* Grant ti.* M. IX—Proper Tech- 
niqut in Electro-Surgical Methods—1081 

Wick, William J., M, D.—Removal of 
Hemorrhoids by Diathcrnty„.—1027 

Wucherp foil niff, V.. Dr.—Electro Dis¬ 
cretion with the Diathermy Loop in 
Minor Surgical Operations..,_„*,_^.1237 





















H. G. Fischer & Co., Inc. 
Order Form 


In ordering please be sure to specify names and catalogue 
numbers of articles wanted, also sizes, etc,, and use code 
number if order is telegraphed. 

Ordered by_______ 

Address___ _ __ 

City_______State_ 

{In placing first order it is generally best to send 
cash with order or have goods come C. O. D.) 


Also send the following literature: 
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ACCESSORIES AND SUPPLIES 


INDEX 


A 

Adapter?^ Cord Tip™-...- 46 

Adj u st a l j 1 c Cong it b t ion El re t rot 1 e. 

Millstone -——- 17 

Ad j ustal dr High Frcqucn c y 

Handle __,.—-—-** 33 

Adjustable Reaction Electrode,. 13 

Air Hammer Vibrator**—.. 58 

Air Heater..—..— 63 

Alpine Sun Lamp Accessories -™-55-56 

Applicators. Quart/ ....—****55-56 

Applicators, V ihratory .......58 to 60 

Arc Carbons __—_...... 54 

Atomers _*****-***_ r? — 62 

An to condensation Cushions -._...** 18 

Autocomlrnsntipti Handles . 18 

Auiocomlensation Pad HB-10 


B 

Lags, Sand .... .~ 6 

Bandage, Elastic _ 9 

Bath Speculum Wire...—_ 21 

Beck Coagulation Needle—. 15 

Belt Electrode *_ ^.^7-26 

Belt Mesh Electrode.*.... 7 

Biaural Cords —.„....*......... 43 

Biennan Hemorrhoid Clamp..* 21 

Bladder Fulguration Electrode*._ 44 

Block. Tm _______ It) 

Blower, Powder - 62 

Books -....-...._******67-68 

Bottles* De\ilbiss...,„. 62 

Bottle* Suction......63-66 

Brener Safety Switch. 33 

Bulbs for Therapeutic Lamps...._ 54 

Burners* Infra Red- . .. 53 


C 

Carbon Ball Electrode *——...JM-38 
Carbon Hemorrhoid Electrodes...* 28 
Carbons* Therapeutic Arc . 54 


Casters..--- 57 

Cataphoric Electrode ——-.- 25 

Cautery Cords -- ... 47 

Cautery Handle .~—-*—**. 50 

Cautery Knives ——..****.*.49-50 

Cautery Transformer .** ***— 48 

Cavity Vibratodes —.—**** 56 

Cervical Electrode **..****. ..,20-21 22 

Chair Bad, \uiocondensatam. 19 

Chapman Vaginal Electrode-—.... 20 

C1 amp, p fathermv .*..—S-11 

C lamp Electrode* Diathermy......™. 8 

Coagulation Electrode* Millstone- 17 
Coagulation Needle, Norwood-**^** 1- 
Coagulatum Needle* Berk....™— 15 

Condenser* Leyden Jar.—.3ft 

Condensers, Static Arrester —„ 57 

Gone, Pennington ~ 59 

Connector for DeYtlhiss Bottles— 61 

Connector for Liquid Bath-***— 9 

Connector, Metal ———— 8 

Connector for Mesh Electrodes....#-1 I 

Connector tor Rubber Cups.- 66 

Connector for Sheet Electrodes..- 11 

Conyert e rs, Kota ry -.-51-52 

Contact Holder **„™._....— 11 

Copper Ball Elect rod cs..—.23-24-28 

Cor bus AutO Pad _18 

Corbus Eudocerviciils Electrode 22 

Cord Connector* Multiple._—... 8 

Cords, Cautery *—. ———47 

Cords* Diathermy _ 12 

Cords* High Frequency.__ 43 

Cords, Sinusoidal_—.-_- 31 

Cuffs, Mesh —--— __ 7 

Cups, (iiass Exhaust.—..*_ 65 

Cups, Rubber Exhaust*—™___ 66 

Curved Endocervidtis Electrode— 

Corlms ——.—.. .. 22 

Cushion, An to-Condensation.. 18 

Cut-off, Special 1 k-Vilhiss...._ ... 63 

D 

DeVilhiss Bottles: ..._ 62 

Di-Vilhiss Connector .. 6! 
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Diagnostic Illuminator __46-47 

Diagnostic Lamp Bulb _—„.46^47 

Diagnostic Transformer - 43 

Diathermy Belt Electrode™—™ 26 
Diathermy Clamp. 8 

Diathermy Clamp Electrode.. 8 

Diathermy Foil _ 10 

Diathermy Hand Electrodes_— 13 

Diathermy Paste ^- 6 

Diathermy Thermometer .19-20-21-22 

Dilatory Pope _ 58 

Dillinger Electronlagulalion Elec¬ 
trode _____...__ 15 

Disc Diathermy Electrodcs_ 12 

Disc, Spongio __.... 30 

Doani Turbinate Electrodes.. 17 


E 

Ear Electrode, Linn__ 33 

Ear Electrode, Vacuum-™-_ 44 

Ear Speculum .. 32 

Far Vibratode ....... . . .60 

Elastic Bandage ..™... . .. 9 

Electrode, Adjustable React ion ...... 13 

Electrode Clips ........— II 

Electrodes, Flexible Pad . 13-26 

Electrode, Fulguralion _™..AM4 

Electrode, Fimek -_-__ 23 

Fleet rodcs, High Frequency_37 to 42 

Elect rr>dtS, Internal _____20-29 

Electrodes* Mesh ._.. 6-7 

Electrode, Nasal ..._ 17 

Electrodes, Sponge . 7 

Electrodes, Prostatic ......,22-24-25-28 

Electrode Support —.-™. . w ..___28 

Electrode, Tonsil, Thomeu.- 17 

Electrodes* Disc ™„„„.. 12 

Electrodes. Hand _ 13 

Electrodes, Surgical -.. JIA to 17 

Electrodes, lVethral ...18-22 

Electrodes. Vacuum __.™37to443 

Electrolytic Salt___ 36 

Eudocervidiis Electrode, Chapman 20 
Endocemeltis Electrode, Corbus.— 22 
Epididymis Electrode —17 
Eustachian Tube Opener—... 62 


Exhaust Filter ........._— 64 

Eye Cup, Galvanic... .. 24 

Eye Magnet —--- 46 


F 

Filter for Exhaust........_ __ 64 

Fischer-Morse Adapter ._ — 29 

Fischer Penile Electrode™-*^—— 23 

Flexible Sigmoid Electr<>dc._. 25 

Foil, Diathermy __10 

Foot Switch, Electro r. jag illation , 13 

Enigmalinti Electrodes .™——,43-44 

Fulguration Electrode, Bladder™ 44 

Fulguration Wire ——-.- 44 

Fuse, Meter Protection_35 


G 


Galvanic Needle Holders ... 30 

Galvanic Needles ....™ 30 

Galvanic Eye Cup..,——— 24 

Generators, Infra-red _. _ 53 

Generator, Ozone ——.—45 

Glass Specula - .....-- 21 

1 1 lass Vacuum Gups__—__ 65 

Glass Vacuum Handle _ _™ 45 

Grease for Motor ami Pump. fi6 

G* 15 Auto Pad,..,....:. 18 


H 

Hand Diathermy Electrode__13 

Handle, Cautery ___,___ 30 

Handle, Interrupter . . 25 

Handle, Shock Proof ..38-40-42 

Handle, Tissue Cutting . . 16 

Handles, d'Arsoma! —__ _ . IS 

Handles, High Frequency ..38-40-42 

Handles, Sinusoidal __..... 31 

Handles, Treatment ..—.31-45 

Hawk eye Timer _™-_-- 31 

Headband and Elect rudes....— 32 
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ACCESSORIES AND SUPPLIES 


Healer, Air ....._..._.___, 63 

Heavy Cautery Handle —,_ 3(1 

Heavy Cautery Knives ..........49-5d 

Hemorrhoid Clamp 21 

Hemorrhoid Electrodes, Carbon.™ 19 

High Frequency Cords.. 43 

Higli Frequency Cushion ( Auto- 

Condensation) __ _ __ 18 

High Frequency Electrodes, Non- 

\ a ettum -——--- 41 

High Frequency Electrodes-37to 42 

High Frequency Handles.—tei 42 

High Frequency Meters —- 35 

Holder Fir Galvanic Needles.. 30 

nollender-Coltle Headband -- 32 

I[nllender-Cottle Nasal Speculum 55 


i 


Infra-red Burners ..— 53 

Infra-red Lamps _———,. 53 

Indirect Treatment Handle-—... 45 

Insulated High Frequency Elec¬ 
trodes ... —M to 42 

Insulated High Frequence Han¬ 
dles _ 38-42 

Internal Metal Electrodes...20h>29 

Interrupter Handle . 25 

Intra-cmical Electrode . 31 

Inlra-uasat Elect rode „.,.„ 17 

Interrupter Points, Tungsten*- 36 

Intra-uterine Electrodes *_ 23 

Ionizing Electrode ...._ 31 

K 

Knives for Tissue Cutting-_ 16 

Knives, Cautery . 49-50 

Knotts' Surgical Electrode... 15 

IColiscliiT Parametric Electrode.... 21 

Kulischer Spark Gap .„.. 34 

Kromayt r Lamp Accessiiries_S3-56 

L 

l4mp p Pilot —____ 57 

Lamps, infra-red __ 53 


I,amps, Therapeutic .. 54 

Leyden Jars . 36 

Linn Ear Electrode and Controls* 33 
Liquid Bath Connector.,...-___ V 

M 

Magnet, F.ye_— . . 46 

Manometers __34 

Mansur Prostatk Electrode__ 22 

Mercury Quarts IL E. Elerimdrs.55-56 

Mesh licit Electrode___7 

Meslt Electrode Connector . 8 

Mesh Electrodes ......... ™6-7 

Mesh Sponge Electrodes.. 7 

Mesh Cults -.___—... 7 

Meters ■- - -—*,-~ 33 

Mills' Tongue Elect rod.... 44 

Millstone Adjustable Coagulation 

Electrode ____™17 

Milliampere Meters .._35 

Moist Pad Electrodes...„..25-26 

Morse-Fisher Adapter _ 29 

Motor Grease .. 66 

Multiple Cord Connector..,..,.... K 

Multiple Section Spark Gap34 
Muscle Testing Pads. ... . .. 2 ( J 


N 

Nagelsehmidt Condensation Elec¬ 


trodes ...._.. 42 

Nasal Electrode .... ..... 17 

Nasal Speculum . . .« 55 

Nebulizer 62 

Needle Holder, Galvanic__._ 3(1 

Needles, Galvanic .........._ 30 

Ndn-vacimm High F r eq u c n c v 

Electrodes —......1. 41 

Norwood Coagulation Needle_ 15 


O 

Ogden Galv. Needle Holder.™..™ 3(1 
Oil fur Refill mg Transformers™™ 35 
Ozone Generator .____ 45 
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P 

Pad Electrodes -...... 13-26 

Pads for Aulocondensation..18-19 

Paper-backed Diathermy Foil —~ 10 

Parametric Electrode.. * 21 

Paste, Diathermy - - ft 

I‘unde Electrode —- - 2d 

Pennington Rectal Cuucw*.-**-*»« 59 

Pilot Lamp--57 

Pillar Retractor — 17 

Platik Surgical Diathermy Klee- 

Ire etc . . —-- 15 

Pneumatic YiUratodes ..-.^59-60 

Pope's Dilators - —«—58 

Powder Blower -—— 62 

Pressure Handle 61 

Pressure Tubing 'a.....-—../a-.. .*** 63 

Pressure Valve Attachment- 61 

Prostata: Electrode _22-2L25-2B 

Pump Grease ~—*. 66 


Q 


Quarts Nppltcatots ....——55-56 

Q\ raft/ JvI err n ry Elect n nles._„.** 55-56 


R 

Radifdites ... . ...~ 54 

Rectal Cone (Pennington)... 59 

Rectal Electrode, Flexible... 25 

Rectal Electrode, Two Pole._ 25 

Rectal Specula, Class_21 

Rl Tractor, Pi liar .......17 

Holler for Block Tiu____ 10 

Rotary Converters .. „...5D52 

Row'll I ITctliral Electrode Set. 19 

Rubber Vacuum Cups..__66 


5 


Stilt, Eleclndytic ---- 36 

Sandbags —— — 9 

Sheet Electrode CounedU >r 11 


Shield for Diagnostic Lamp..46-47 

Sigmoid Electrode ...-—24-25 

Sigmoid Electrode, Flexible..— 25 

Sinusoidal Cords --—*« 31 

Sinusoidal Handles 31 

Stilus Suction Bottle, Fiscber6b 

Simla Slid ion Tube-- ^™l6F63 

Sound Vihraiode . 66 

Spark Gap, Kolisehcr■.._**- - 34 

Spark interrupter Points, 

Tungsten —...— 36 

Specula, Glass ——--—-.*™ 21 

Speculum, Ear „--*---32 

Speculum, Nasal . 55 

Speculum, Wire Bath. - 21 

Sponge Mesh. Electrode..... 7-K 

Spongio Disc ™——.—- 30 

Starting Boxes for Rotary Con- ^ 

Static Arrester (Condenser)._ 57 

Suction Bottles «.. 

Suction Tube for Sinus--61-63 

Support for Elect codes-*.- 28 

Surgical Diathermy Electrodes..— 

.1..14-15-16-17 

Switch, Foot, Elect ru-rnagidanou,. 13 
Switch, Safely .... 33 


T 


Tabic, Treatment __...... 19 

Testing Eads, Small Muscle.... 29 

Therajmitic -Vrc Carbons-- 54 

Therapeutic Lamps; .. 54 

Thermometer* Diathermy . 39-20-21-22 

T hornets Tonsil Electrodes..._-_ 17 

Timer, Hawk eye _— --—* 31 

Timers Treatment -t.-31 

Tin tor Diathermy Electrodes.. ID 

Tissue Cutting Handle and Knives 16 

tissue Cutting Apparatus*. .. 36 

Tongue Depressor ---- 47 

Tongue Electrode, Mills'—.. 41 

Tonsil Electrode, Plank ...—. 15 

Tonsil Electrode, Thomclx __* 17 

TottjSlI Electrode, Kflnlts ___- 15 
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ACCESSORIES AND SUPPLIES 


Transformer, Canary and Diag¬ 


nostic .~.,.—.... 48 

Transformer Oil — — r .. 3a 

Treatment Table___«._19 

Tubing. Pressure .. 61 

Tungsten Lamp (Diagnostic).. ..46-47 
Tungsten Spark Points —36 
Tttrftiwu- Coagulation Needle.- 15 

Turbinate Electrodes ...__ 1 7 


U 


Ultra-violet Accessories —_*«5S~S6 

{ Itra-Violet Tolerance Gauge.. 57 

Universal Diathermy Clamp..._ 8 

Urethral Electrodes __9-22-23 

Urethral Sounds ---23 


V 


Vaginal Electrode, Metal 


Vaginal Electrode, Two Pole™**. 25 

Vaginal Specula, Gluts.____ 21 

Valve Attach menu Pressure_.... 64 

Valve- Cut-off. DcVilhiss_ 63 

Valve, \ acuum . 64 

Yibrafpdes_._ „58-60 

Vibratodes for Air Hammer . . .. 5K 

Vibraioiks, Pneumatic __—_59-60 

Vibrator, Air Hammer--- 5S 


W 


Wad ding to u Bit uv ca t e d 

nasal Electrode . 

Intra- 
... 17 

Wire Bath Speculum .. 

.„ 21 

Wire, Fulguralion ..— 

... 44 




































